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Foreword 


N presenting this, the 25th edition of our Accessory Catalog, 
| we wish to call special attention to the many additions and changes 

that have been made. This catalog supersedes all former issues. 
It shows our full line of accessories, and renders obsolete all former 
illustrations, prices and description. 


We believe that our successful growth has been largely due to the 
rigid policies which we adopted at the outset—up-to-date manu factur- 
ing equipment, fair selling prices, guaranteed shipments, an adequate 
Service Department, and the ever present desire to “play square.” 


Always use a separate sheet on which to write 
How to Order your order, and write it on one side only. 


Avoid including it in the wording of your letter. This hastens the 
correct filling of your order. Use catalog numbers and write plainly, 
and when ordering by telegraph use Code words as they designate to 
us exactly what is desired, and save you expense in the message as 
well, 


State clearly whether your machine is to be operated on the Direct 
or Alternating Current. If on D. C., give Voltage; if on Alternating, 
give Voltage and Cycle. Obtain this information from a_ reliable 
source; preferably from your electric power station, 


When order does not give shipping instructions we will send via 

the most direct route. Articles of light weight will be sent by Parcel 
Post to expedite delivery wherever possible. 
Damage to Goods in Transit (2%. sons 
receipted for by the express freight carrier, agent or Post Office, and 
we cannot be held responsible for breakage during transit, and if claim 
has to be filed for damaged goods, notify us immediately that proper 
claim may be entered. 


Return of goods by parcel post should always be insured so the 
shipper is protected in case parcels are lost. 


As soon as it is found that goods are received in a damaged condi 
tion the carrier’s agent should at once be notified and have the dam- 
aged goods inspected. 


Neglect in complying with this rule places the responsibility entirely 
with the consignee in case claim is refused. 
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Any defects in our apparatus that may develop 
Guarantee within six (6) months from date of shipment 
under normal and proper use, due to faulty material, imperfect insu- 
lation, or careless workmanship, will be repaired or replaced at our 
option and our expense, provided such apparatus is delivered prepaid 
to our factory, 


For repairs or replacements during the next twelve (12) months, 
we will charge only actual cost to cover, and after this period our 
service and our attention are to be called on when required, with the 
understanding that charges for overhauling “Tischer” apparatus will 
always remain as near actual cost as possible. We do not maintain a 
repair department for profit — this department is entirely for your 
service. 

We will not assume any liability for work done by others, without 
our consent in writing, nor for defects from improper storage. 

We will not assume any liability for breakage of glassware, lamps, 
or X-ray plates, nor for deterioration of rubber goods, X-ray films or 
any perishable goods. We can but use the best materials obtainable, 

Rotary converters, meters, and motors not manufactured by us 
do not carry our guarantee, but are backed up by the guarantee of 
the makers, 


‘ Crediting for return of goods or- 
Return of Merchandise dered in error or on account of 


dissatisfaction on receipt has become a serious factor of expense, and - 


is a problem difficult of solution, In justice to our customers, and to 
ourselves we have adopted the following, governing such returns: 

No merchandise will be returnable for credit after having been in 
customer’s possession fifteen (15) days or more. 

No merchandise will be returnable for credit except upon written 
request of purchaser, and then only with our consent. 

All merchandise must be returned prepaid. 

No merchandise will be accepted unless returned in salable condi- 
tion. 

All merchandise returned, whether for repairs or for credit, must 
be carefully packed, and all goods over a $2.00 valuation should be 
insured. 

Cabinets or Portables returned for repairs or overhauling should 
be stripped of all accessories, unless such accessories are also to be 
gone over. Loose accessories always mean danger or further damage 
to your equipment in shipping. We cannot be held responsible for 
breakage or damages due to improper packing, 

And last, but very important nevertheless, never fail to place your 
name and address in and on the box or parcel when shipping to us. 
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. All prices are figured F. O. B. Chicago. The prices quoted 
Prices in this catalog on all our goods are as low as it is possible 
to make them and still be consistent with the quality of the materials 
and high grade of workmanship used in their construction. 


All orders for $1.00 or under should be accompanied with stamps, 
money order or check. 


Our minimum billing for goods shipped is 50e. 


Our prices are subject to change without notice. 


T. Retail purchasers haying an established credit with us 
may discount their bills in ten days, or they will be con- 
sidered net and due in thirty days. 


Our goods are also sold on the deferred payment plan. We shall 
be glad to make quotations to reliable persons, and ask that you write 
us if interested. 


We earnestly solicit new accounts, but pur- 
New Accounts chasers will appreciate the necessity of sup- 
plying satisfactory references. The name of the bank carrying your 
account, or some Chicago firm with which you have transacted former 
business, is usually sufficient. 


NOTICE! 


Illustrations herewith are not binding as to details, in view of con- 
stant improvements, and the goods supplied you may differ slightly in 
appearance. However, when your order is received, the very latest 
model will always be forwarded. Prices quoted are subject to change 
without notice. 
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The Fischer Flexible Mesh 
Electrodes 


The most flexible and convenient 
ALL-METAL electrode ever de- 
signed. 

Fits any part of the body like a 
glove, regardless of shape or contour. 


Composed of a series of flat links 
of German silver, they are flexible, 
practically indestructible, easily ster- 
ilized, and form an almost continual 
flat surface to be applied to the skin. 








No. Code Price 
SAS» Br VIG seaccneenesesee Sabbot Per lineal inch, $0.20 
844 6” wide —.....Safrol “ as be 30 
870. 8” wide ...........Sagger  “ - e 40 


872.12" wide: —....Satler, “ g a 60 





(Will be cut to any lengths from these widths, 
to order. A cutting charge of I5c¢ will be added for 


lengths under 10 inches.) Section of Electrode, 


Showing Exact Size 
of Links. 


Fischer Improved Diathermy Paste 





Convenient, always ready. 


No. Code Price 
876 In handy collapsible 10 oz. tube... Diasop $0.80 
QOS EDO Zi OSC AN che sn ttes bbe alacestteatgatedeatagroretsreseens Votive 1.00 
907 16 oz. refill for jar, in wax paper carton............... Vowels 90 





ACCESSORIES AND SUPPLIES 








INDEX 


A 


Adapters, Cord Tip... 46 

Adjustable Coagulation Electrode, 
OTST) IE ss EE SEO 

Adjustable High Frequency 















SAG (| oP ee a ae STEN *S) 
Adjustable Heaction Btartrode: . 13 
Air Hammer Vibrator... 58 
Air Heater ~.... -ccpeelanbaseioaehs OD 
Alpine Sun Lanip. Acbesastien: 55-56 
Applicators, Quartz 1-00-5579 
Applicators, Vibratory ...............58 to 60 
PRE CATIONS foe east sa eacestencteamiapens 54 
Atomers 62 
Autocondensation Cushions ....... 18 
Autocondensation Handles... 18 
Autocondensation Pad 2000. 18-19 

B 
Baws, Sand) .sccecewsas aoxawD 
Bandage, Elastic ...... ies 
Bath Speculum Wire.................... 21 
Beck Coagulation Needle. 15 
Belt Electrode 0.22.2. 7-26 
Belt Mesh Electrode..................... 7 
Siaural Cords .200.... 43 
tierman Hemorrhoid Clamp... 2i 
Bladder Fulguration Electrode... 44 
| C15 Tt agg tft Peat eat ene appeals races rt Roca 10 
Blower), POwudGr 22sec sence 62 
TRSKSICS | poo oreperrrmnrenrerraspeseerecore atose ses OC TOS 
Bottles, DeVilbiss 22:22... 62 
BAOEEIOS OUCH ON sass gece satan 63-66 
Breuer Safety Switch —.... 33 
Bulbs for Therapeutic Lamps... 34 
Muriers, Infra Red 53 
€ 
Carbon Ball Electrode —...-..24-28 


Carbon Hemorrhoid Electrodes. 28 
Carbons, Therapeutic Are wo... 54 








RET Ta La Sas iste Vf 
Cataphoric Flectrade secelsveers 25 
Cautery Cords ... 17 
Cautery Handle . 50 


Cautery Knives ....... 49-50 
Cautery Transformer 
Cavity Vibratodes 
Cervical Electrode .. 

Chair Pad, Autocondensation 
Chapman Vaginal Electrode 
Clamp, Diathermy 
Clamp Electrode, Diathermy : 
Coagulation Electrode, Millstone... 17 


Coagulation Needle, Norwood_...... 15 
Coagulation Needle, Beck... 15 
Condenser, Leyden Jar... 36 
Condensers, Static Arrester...... 57 
Cone, Penningt6n <..—< cise 59 
Connector for DeVilbiss Bottles... 61 
Connector for Liquid Bath... 4 9 


i? A 


Connector, Metal - Secs cessapessiss 
Connector for Mesh Bicowodes.. 8-11 















Connector for Rubber Cups... 66 
Connector for Sheet Electrodes... 11 
Converters, Rotary -s.cs--eend1-52 
Contact Holder —......... ME aS 1] 
Copper Ball Electrodes........23-24-28 
Corbus Auto Pad_ . 18 
Corbus Endocervicitis If Nécirode. 22 
Cord Connector, Multiple... s 
Cords, Cautery: ne. eee Y 
Cords, Diathermy 12 
Cords, High Frequency 43 
Cords, Sinusoidal .. 31 
Cuffs, Mesh .......... 7 
Cups, Glass Exhaustu.... sSeges 
Cups, Rubber Exhaust. 66 
Curved Endocervicitis Electrode— 

80, tea) ype ae Be ee ee oF ie 
Cushion, Auto-Condensation........ Is 


Cut-off, Special DeVilbiss... 63 


D 


DeVilbiss Bottles... . 62 
DeVilbiss Connector... 








ACCESSORIES AND SUPPLIES 








These are strips of German Silver Mesh, 
3 inches wide and from 12 to 44 inches 
long. Very convenient and handy, and 
once used will be found indispensable. 


Cuff or Belt Method Diathermy Application. 


Bandage not included. 











Se 


Code Price 


Mesh Cuff and Clamp—3’x12"o.. cee Nephew $3.25 
Mesh Cuff ‘and Clamp—3"x16" 0.0. eecececeeeseeeeee Neptun 4.50 
Mesh Cuff and Clamp—3’x20"....0w... eee Nereid 5.00 
Mesh Cuff and Clamp—3’x24".............-c:-ce-c-sceeseersee Neroli 5.30 
Mesh Belt and Clamp, 3x36 inches.........-—..........1Vindow') 7.15 
Mesh Belt and Clamp, 3x44 inches......... sesesacesettbics Winged 8.15 





washed and always kept clean, It is very 
soft, and conforms well to any uneven 


Sponge Pad Electrode 
Lay this pad in your tray or pan of 
salt water, and your patient will not 
complain of hot spots when placing 
hand or foot down for contact. 


No. Code ‘Price 
REG nS) ein eee Nether $2.25 


Mesh Electrodes With Sponge Rubber Pads 


The Sponge Rubber padding may be 


surface. Stocked in three sizes: 


No. 
89] 


893 
894 
896 
897 


No. 
898 


Code 


Sponge Mesh Elec- 
trode—3"x3%y” ...Nemean 


Sponge Mesh Elec- 


trode—4"x4i4” _] Neogae 
Sponge Mesh Elec- 

trode—414"x5” _. Neolgy 
Sponge pad, only, 

SKS YG necctespeserycceens DY CONET 
Sponge pad. only 

4x4" 2... 1eapon 


Sponge pad, only, 414x3"_.. 





Price 
$3.40 
4.30 


485 





40 


75 


Céde Price 
snap feroesbaovectebvehettberustkes ostneesLsapatas OY EE FLED 
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The Universal Diathermy Clamp Electrode 





Applied and removed in an instant—may be used on practically any 
part of the body. All of the various sponge mesh electrodes described 
on page 7 are interchangeable on this device. 

No. Code Price 
929 Universal Diathermy Clamp, with 3-in. sponges.Smacla $11.75 
930 The Universal Diathermy Clamp Electrode........ Uclamp 13.00 


Metal Connector For Mesh Electrodes 


A simple device to fit the No. 1330 Fischer 
Diathermy Cords. Made of spring brass, 
heavily nickel-plated. Cord tip cannot come 
loose when once snapped in place. The con- 
tact is flat, but there are several small teeth 
protruding for engaging the surface of the 
electrode to prevent slipping. On the limbs 
this device should be held in place with our 
No. 854 Elastic Bandage; on the body, with 
a sandbag. 

No, Code Price 
BoLe Meta) Contetton.xs.ses— neo ees eee Mescon $0.10 





Fischer Multiple Cord Connector 


Used when two, three or even four cord connections are desirable 
from one terminal. 


The small end tip is fastened into the 
proper binding post on your machine, 
and you may carry as many cords from 
it as desired. 





Catalog No. 865 





No. Code Price 

865 Multiple Connector 5-Witre.....-...scesssceeeneeeen Sable $1.50 

866 Multiple Connector 3-Wire..... 2.0.0.2 Sabin 1.00 
8 


ee 


H. G. FISCHER & Co., INC. 
ORDER FORM 


In ordering please be sure to specify names and catalogue 
numbers of articles wanted, also sizes, etc., and use code 
number if order is telegraphed. 


Ordered by 
Address 





ge State 


(In placing first order it is generally best to send 
cash with order or have goods come C. O. D.) 


























Also send the following literature: 


sl 
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Made of tough linen fabric. The end, or sand pockets are of the 
same size and capacity regardless of the length of the whole, and are 
about half filled with sand. This leaves the assembly very flexible and 
adaptable. 

When the bag is placed over the patient the flat band only bears on 
the electrode—the weights hang down at the sides. The longer pads 
are made to hang over the side of the treatment table or cot. 


No. Code Price 

S80) Stiwidelby: 19. lONg! s.cae apercecs eerste clades Nestor $1.60 

SSI’ Scowike Byreo WP cele, ee lad Sanbag 2.00 

882 5” wide by 36” long MEE iL Re Ny SCORE Neting 2.20 

BRS: Sk -widertn 45° dong eh hr Sannes 2.40 

884° (S= iwclOyr60" longs 28 ae eee ee feubag 2.50 
Elastic Bandage 


Employing Elastic Bandage is the only 
known method of binding Diathermy 
Electrodes to the limbs, which will per- 
mit the patient to move if necessary for 
the sake of comfort without the elec- 
trode shifting. 





No. Code Price 
854 3° width’ ....... Elband Yard $0.30 
856 2” width -..... Vanire % 20 


Liquid Bath Connector 





For carrying the Sinusoidal or Distherny Currents to water in 
trays, for treating the limbs. Connector lays flat in the fluid, and wire 
connection is made to binding post. 
ee Code Price 
O15) “Liquid! Bath Connector... sncs acne aes Gleam $0.70 
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New Paper-Backed Diathermy Foil 


An extremely flexible contact material consisting of a soft me- 
tallic alloy impressed on paper. This may be torn with the fingers or 
cut with scissors to any size or shape desired, and is discarded after 
treatment. You have assurance of perfect contact with no hot spots, 
and a new electrode is used for each new application. The cost is 
negligible. The material will fold over any joint as it conforms to any 
irregularities of the surface. May be held in place with elastic band- 
age as our No. 854, or crepe paper bandage. When the latter is used 
both electrode and bandage are discarded after treatment. Clean, san- 
itary, flexible, adaptable and yet low in cost. Everyone who has tried 
it has come back for more. 


No. Code Price 
SABs SAAT TOOE ncn sss setae stapeteaseneecetstvorerebemqeaeseeoeeee Zimek $0.10 


Sheet Block Tin 


Sheet Block Tin, made specially flexible for use 
as Diathermy Electrodes, 12 inches wide. 





This is something entirely new in sheet electrode 
material, composed of a center of very flexible alloy with a sheet of 
pure tin on each side. Electrotherapeutists will appreciate the fact that 
pure tin is placed in contact with the skin in preference to the lead 
ordinarily supplied. It is easily cut with scissors. 


No. Code Price 
S40 .010 thick—30 B. & S. Gauge -22.000 Nessus Pound, $0.65 
841 .018 thick—25 B. & S. Gauge —...0.....Nestle Pound, — .65 
839 031 thick—20 B. & S. Gauge ................../ Vesspe Pound, — .65 
842 .062 thick—l4 B, & S. Gauge ..-.---.2.-.00! Nesthi Pound, — .65 


Composition Block Tin Roller 


A semi-hard roller of composition ma- 
terial, as illustrated. 4-inch roller is 
mounted in metal frame. Handle is of 


hardwood. 
No. Code Price 
UCM Bites Grape Reomeay tre eee Tinral $0.50 
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Form Form 

Author No. Author No. 
Millstone, Henry J., M. D.—One-Stage Stewart, Barry: Eaton, M. D. — Dia- 
Tonsillectomy by Surgical Diathermy.1248 thermy in Pneumonia—A Report of 


Morse, Frederick H., M, D—A Plea a acs De we eac cap semen ena 
for Galyanism ~ RELLY "FY Tonmey, _— 0., M. _D., Hoeft, Ger- 
ald L., 


; . D, S . P. 
Otis, Lloyd M, D.—Physiotherapy in M. i fete oes “ei Reinier ES hedk 














Industrial Surgery ——~......... D19N in Urban Sunshine Due to Air Pol- a 
Otis, Lloyd M., M._ D.—Sinusoidal in WUE ON onan ceneeensen atten 1A 
Gastro-intestinal Stasis... 9LIA | ‘Tyler Albert F., M. D.—Surgical Dia- 
Pettit, Roswell T,, M. D.—Heliother- ee Se ek Seay oe eee 
apy iceiteieetbadiscceevevcesvenentetbocne oO > a iA arg? am mE TnL tine a 
, . = 
Pope, Curran, M. D.—Cardiac Diseases 800 | V4n, Putte, P. J» Dr-—Diathermy or 
Boge. Curran, M, D.—Management of of Gonorrhea in Women. coeeesnenns AF 
‘ost Influenzal State... HT Walke, Frank H., M. D. — Electro- 
Pope, Curran, M. D.—Renal Disease... 644 COT Comittee ons 
Pope, Curran, M. D.—The Role of Ward, Grant E., M, D.—Proper Tech- 


*hysical Agents in the Treatment of 


Wherétiloas coe oe aa nique in Electro-Surgical Methods_.1081 


Wick, William J., M. D.—Removal of 


Pope, Curran, M. D.—When Shall We Hemorrhoids by Diathermy 027 
Treat the Painful Point?......0000. 805 24 ¥ . 
: Wucherpfennig, V., Dr.-—Electro-Dis- 
Skillern, Samuel Ruff, M. D.—The section with the Diathermy Loop in 
Last Word in Tonsillectomy... 1056 Minor Surgical Operations............1237 
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Available Reprints on Various 


Physical Therapy Subjects 
(Alphabetically by Author) 


PLEASE NOTE: Our Research and Reprint Department is maintained for the be nefit 
of physictans and the advancement of physical therapy. All reprints are taken from an 
thoritative publications. Original manuscripts are often included in these veprints, aturally 
there ix conemerenls expense involved, Therefore, we ask you to enclose stamps at the rate 
of Se for each reprint desired. This department operates without profit and your coopera- 
tlon weill not only enable us to offer more varied and better reprints, but will be sincerely 


appreciated, 





Form Form 

Author No. Author No. 
Abstracts on Light Therapy. ~-1025 Fouts, R. W., M. DP. Bone and: Fe = 

ERtfUties os nece-coeeseersee emer nu. SS8A 


Root, G. W., M. D.—Surgi 
thermy in Accessible 





Giesy. J] U.., M. D—A Discussion ae 








About the Head... 1246 Galina oSsiend  o _ DIOA 
Brady, William, M. D. — Personal Giesy, J. Un M. D.—The Trenkoens 
Health Service .. EEE A 1 NS | of Accessible Malignancies..._....... 632 
It'reuer, Miles J., M. “De -Sciatica.._. 658 Goodman, Herman, M. ci - - Caches . 
ise Os. 
Chapman, W, ., M. D.-—Diather my Are Light in Dermatology- 
in Gynecology —.-.-..---———-—~=~ 64ah Gendwobl, pte Be M. sien tadtde. 2 
; t a siothera riment 
Chaput, W, -B., m De sowc oy Ls Srotern” Hesplate.. ahi ania 
WALNELIMY ceeeversercens Attrne BEOU 
’ Grant, Owsley, M. D,, and Cutler, Tr 
Chapman, W. B., M.D. The, Treat: win’ H., M,D.—Diathermy in Gon. 
ment of Leonia by Physical | orrheal Epiidymitn with Report of 
ABCHES, eeeerneeerenmreennrr enter TEE Eleven Case nme tpeeeetecan— DAFA 
Chapman, Wy B., M. D.—Tuberculosis Hall, Percy, M. _D.—Extracts on Ultra- 
of the Cervical Lymph Glinds. 923 Violet Rays in the Tercatieent and 
“ ; 2 
Cherry, Thomas H., M, D.—The Re- Cure of Disease... 1029 
sults of Diathermy in Pelvic | siete’ tk Henry, E. C., M.D. “Light in Infection she 
oadiineg.. 23), yelp < Hess, Alfred F.. M._D., and Unger Les- 
Corbus, Budd C., M.D. and O'Conor. ter J., M, D.—Use of the Carbon 
Vincent J., MM. D.—Diathermy: A Are Light in the Prevention and 
Specific for Gonorrheal Epididymitis 530A Cure of Rickets..—........-.-=—--——--—- 1082 
Crile, G. W.. M. Di—Abstract: The Hollender, A, R.. M. D., and Cottle, 
Use of Diathermy . . . for Conserv- aap preme ol i. —Electrocoagulation 
ing the Temperature “of the Viscera Rantee i toh See ee ten ee 
. « Before and After Ausoes se 
Operations ES Se Hollender, A. R.. M. D., and Cottle, 
M. H., M, D.—Newer Developments 
Cumberbateh, Elkin. P., Dr. cS ieeaien in Otolaryngologic Therapy... 087 
on Diathermy— “Surgical Diathermy: 
Methods of Employing High ae Holledder,. rg R., M, D.. and Cottle, 
quency Currents 11) SUTBETY 100 M. H., D.—_Newer Physical Aids 
in’ the Magpoate ana 6S oe tend af 
Cumberbateh, Elkin P.. Dr.—Treat- Partial Dealttess srecc-asccssseccesrmecceeneee 918 


ment of Gonococeal ‘Infections by 


Dinthermy ciccsacsscssscseeveeesererrereesenesemeesee MOBA Hollendat; A. as M. D., and Cottle, 


» M, D.—Recent Advances in 








Denman, Ira O.. M.D Ultra- Violet ih Treatment of Nasal Accessory 
Ray in Eye, Bar N Lind Throat Sinus Disease .... : 
Troubles... renverveneio TOG 
Kelly, Howard Ae M. D., and Neill, 
Deutsch, William F. M. De Sager William, Ir, M. D.—The Treatment 
coagulation of Hemorrhoids.........1016A of Tumors of the Bladder... 582A 
Dillinge r, Grege A. M. D- —Teehni Kobak, Disraeli, M. D-—The Value of 
‘of Tonsil Electrocoagulation,.. ANIBA the Electro-Thermic Cutting Are in 






Editorial—’ The Constant Current. Surge Le “is Bite Se re re rege = LI6SA 


Kolischer, Gustay, M. D.— Diathermy 


exif 
ne Bate emit Paysites ser of 007 in Medical Kidney ee eertithesssy WOR 
Richard, M. —Clinical Phys: 
Elsom, J. M, D.—Treatment of Kovacs. ' 
hp We val ot h@ra DY cccione 810! ical Therapeutics- Taine for the 
Hell's Tass” hy "Physiotherapy 10A Reabtion of Degeneration Mi “vine 
Ewerhardt, F. H., wit D, ssabenitied “ DD PP RRO AL, SROs Pe AOE es Eaves U1 | 
70s 
in Joint Injuries... PER EE (| Mikels, oie Mo OM. wey eanuareas 
Ewerhardt, F. IL, M. D.— Physiother tive Treatment of Cervical Erosions 
apy in Orthopedic Surgery... 846 with Electrocoagulation WW... BSS 


—————— 
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ACCESSORIES AND SUPPLIES 








New Fischer Connector for Sheet Electrodes 


An innoyation by way of method 
for making contact to the thin me- 
tallic electrodes as used in physical 
therapy. The small flat-headed 
screw is pushed through the bot- 
tom of the metal plate, the washer 
set over and the binding post 
clamped on the top. A_ perfectly 
smooth surface is maintained on 
the electrode. This contact will nor 
come loose during treatment, con- 
tact is positive, and the entire con- 
nection quickly made. 


No. Code Price 
836 a>. 3 A We Sn Ce 270 $0.65 


Electrode Clamp 


Electrode Clamp. Heavily 
constructed, with pliable rubber 
covering. 

No. Code Price 
A ee IVinder ae 
‘Ao 








868 Block Tin or Mesh Elec- 
trode: Clantp <..c.sc:cb.c ccc i 


852 The “Fahnstock” Clip........ 





No. 868 
Electrode Clamp 


The Fischer No-Slip 
Contact Holder 

Positively binds the Fischer 
Diathermy Cord and the No. 
868 Clip together. Connection 
cannot pull apart. 
No. Code Price 
BOD) ascssispececusssas Wimper $0.10 
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Disc Diathermy Electrodes 


For the application of the Diathermy High Frequency Current. Discs are 
made of vy inch sheet brass, heavily nickel plated. Discs Nos. 606, 609, 625, 626, 
627 and 628 are interchangeable on the same set of rubber handles. No handles 
are necessary with Nos. 610 and 611. 

Small Size Discs 
No. Code Price 
625 34” diameter 


wee Velour  $0A5 
Le eo 
627 34” diameter . Vendee 5 





626 44” diameter 


55 
628 1 "diameter ——.. Vendow 70 3 & & & 
630 Complete set of four above 
discs and handle.Veneer 2.50 
Large Size Dises 


Code Price 





2” diameter: —.......-.. Jaw $0.85 
3” diameter ............ Graft) 145 
610 4” diameter .2......Grain 1.90 
611 5” diameter .......... Gurgl 2.20 
O0OR Rubber Handle —/ecur 85 





New Fischer Diathermy Cords 


Diathermy Cords are constantly getting wet, and when covered with a mer- 
cerized or silk webbing they are usually stained and discolored after but a few 
days’ use. 

Here are our much improved Diathermy Cords, covered only with pure gum 
rubber, They are very flexible, easily kept as clean as when new, and constructed 
to give long service. 


So OC 





No. 1330 No, 1332 No. 1334 
No. Code Price 
1330 6-foot cords, with heavy rubber insulation... Negro Pair $2.75 
No. Code Price 
1333 6-foot cords, with light rubber imsulation. 2. Wilful Pair $2.45 
No. Code Price 
1331 With special tips, for the Fischer Senior “lO,” “LO,” Z 
“Y" “G” or “GP” Diathermy Outfits... _Wiciup Pair $2.75 
No. Code Price 
1332 Rubber-covered Diathermy Cord with special tip for | : ve 
Tyie NV". Ontite 4a a ei a, oe ee Watste Pair $5.50 
No, Code Price 
1334 Rubber-coyered Diathermy Cords with right angle tip 
for fG2" arith tao. Oth tere ae ee Warmth Pair $3.20 
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ACCESSORIES AND SUPPLIES 








The Fischer Twin Carbon Arc 
Lamp Model “O” 


which delivers as much Ultra-violet, Visible 
and Infra-red radiation as any carbon arc 
lamp now on the market operating on a light- 
TSE TER FE a age » $50 50.— 
Ing circuit—and yet at a price of only $59.50- 
with installments if you wish! Will operate 
equally well on alternating or direct current. 


A new therapeutic lamp 
producing a spectrum of in- 
fra-red, visible and  ultra- 
violet rays . . .. epoch 
making im design, in effi- 
ciency and economy, Local- 
izing Cones as_ illustrated, 
furnished if desired, 


No. Price 
2286 Model “Oo” Twin 
Carbon Are Lamp, in- 
cluding 12 “C” Ultra- 
violet Carhons, 2 pair 
of Eye Protecting Gog- 
gles, Protection Sereen 
and Connecting Cord, 
Code ~.....Twinom $59.60 





2291 Set of 38 Localizer 
Cones consisting of the 
holder with 4-inch open- 
ing and the 2 auxiliary 
cones reducing to 1 inch 
and 2 inehes, respective: 
ly. Code..Setcon $10.00 








Diathermy Therapy The Story of Diathermy 
106 pages of standard technics, coy- The history, theory and practice 
ering the various conditions in of this new branch of medical 
which Diathermy is indicated science. No charge. 


Profusely illustrated. Price, $1.00. 
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Reserve Burners for Hanovia Alpine and Kromayer Lamps 
Alpine Sun Lamp Burners 





SLOT Ter 





Alternating Current Direct Current 


The Alpine Sun Lamp Burners haye been regarded for many years as 
the most efficient type of quartz lamp burners manufactured, They are of the 
entire quartz mercury anode type. 


Kromayer Burners 


The Kromayer Burner is of the 
entire quartz mercury anode type. 
Its longer life and lower operating 
cost in comparison with other burners 
have been conclusively proved. 


A service which is distinctive with 
HANovIA is the repairing and ex- 


changing of worn out or injured 
burners at a very nominal cost. 


Price List 





No, Code Price 
750 Alpine Sun Lamp Burner (cither 90-120 or 200-240 volt, 60 

cycle. -altarnatinwcurrcnt) 26 sane. eee Wildly $200.00 
752 Kromayer Burner (either 90-120 or 200-240 yolt, 60 cycle 

alternating current) in case, COMplete.. nese eeee iVimple 255.00 
756 Alpine Sun Lamp Burner for direct current (90-120 or 200- 

CANOE Yonsei ctasccckescistonconcscap nes cecnstpn gakouk loge tame asks Winery 128.00 
758 Kromayer Burner for direct current (90-120 or 200-240 volts) 

il “CASE, <COMPIOle isin i cere ieee etches tase Witily — 175.00 


(lor other than 60 cycle, add $50.00 to prices.) 


Hanovia Alpine and Kromayer Burner Repairs 


These burners may be Mecicds or exchanged at the follows prea 


\. C. Alpine Burner Kepair.... $$ 78.00 








D, C, Alpine Burner Kepair. - 60,00 
A, c Kromayer Burner Repair— . 110,00 
D. Kiraminver Brtiter Re maaten oe oak ck dean ne ate ade 90.00 


(The se prices apply in all cases where all parts of the old burner are returned. ) 
Prices on Hanovia Equipment are F. O. B. Newark, N. J. 


CARBON ARC LAMPS 


We have a complete line of Carbon Are Lamps, for ultra-violet, visible and 
infra-red radiation, 
Details will be sent you on request. 
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Diathermy Hand Electrode 





A most conyenient method of applying the Diathermy Current by the hand, 
for local treatments. The rubber band holds the plate in close contact with the 
palm of the hand, and allows a free movement of the fingers for massage pur- 
poses. Carefully designed; all edges smoothly rounded and polished, making it 
xe ide and extremely conyenient appliance. 

Code Price 
oe Hands Blectroge: ooo | ee ee ERG ATE PLZ 


Flexible Pad ‘Bieazeass 





No, 613 No, 690 


A flexible, Felt Pad, backed with pure block tin. Can be adapted to most any 
shape. Has connection on back for fastening wire from machine. 
; Code Price 
sseeseveneee Giddy $2.35 
Lasher 1.25 


613 Felt Pad Electrode—8’—Round ... 

69% Felt Pad Electrode—3”x6"  ........... 
Pad electrodes of odd sizes and shapes, made to order. 
Write us your requirements. 


The Fischer Electrocoagulation Foot Switch 


As illustrated, this Foot Switch lays close 
on the floor, A touch of the toe makes and 
breaks the contact. 

It is molded of Bakelite and _ sufficient 
insulation has been used to make it shock 
proof, It is easily moved about, yet keeps 
an upright position on the floor. 

The cable is very flexible, and covered with 
pure gum rubber; it may be washed and kept 
as new always. Cable terminals will be fur- 








nished to fit any style apparatus; specify ma- Catalog No. 1498 

chine used, when ordering. NS > 

No. Code Price 
1498 Fischer Electrocoagulation Foot Switch, with S-foot cable... Waving $10.60 
1206 Extra rubber covered cable......2:—.esecscceocesesececteossnsesenorseneersseeee ‘Wbert Per foot .15 


Adjustable Reaction Electrode 


The metal electrode Spey, | through the center or 
the hard rubber sheath may be extended beyond the 
end of the insulation, or withdrawn into the sheath 
with a turn of the handle. 










No. Code Price 
PT css ho sah sk teastneenmsacbate tI OEUNE, OOO 
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The electrodes are made of a 
hard alloy, heavily gold plated, and 
the handles of hard rubber, highly 


polished. 
No. 
1300 Complete set Gold 


No, 
1301 


1302 
1303 
1304 
1305 
1306 
1307 
1308 
1309 
1310 
1311 
1312 
1313 
1314 
1315 
1316 
1317 
1318 
1319 
1320 
1321 
1322 
1323 
1324 


Surgical Diathermy 


Electrodes 


Plated Surgical Dia- 
thermy Electrodes, 
with protected Cord 
and rubber Handles, 
as illustrated, in 
plush lined leather- 
elte-covered Case. 













Code, Macabe. Price, $75.00 No. 1300 
Code 
Case, only, for set Surgical Diathermy Elee- 
trodes. .......... Spcsbsacebe COCO 
Pharyngeal Electrode “Handle........ --+-eMacard 
Pharyngeal Electrode Holder .......... -Macaaw 
Crirved STAs hes saccrvesssdyaetiages .-Macduf 
Straight Handle 6. isin cast tees eyeee ee Machet 
High Tension Cable—6’ length. AREY es ERE AA Macerl 
Single Needle Electrode VEE rector oer 
Single Needle Electrode (medium)... wi acron 
Single Needle Electrode (long)... Macua 
Multiple Needle Electrode (short)... pie care .... Madcap 
Multiple Needle Electrode (long)... ..... adder 
Knife Electrode (Cumberbatch) ...20.2..000... Madera 
Blunt Knife Electrode (curved).....................Madona 
Blunt Knife Electrode (straight)... Madras 


Button Electrode (small)-........ 
Button Electrode (medium) - May 
Button Electrode (large) .. sescssesereeeeee- Maguey 
Dise Electrode—¢ diameter...........................Mahout 
Dise Electrode—y” diameter ............-.---......+-0---d4aigre 
Dise Electrode—!4” diameter Mainor 





Dise Electrode—34" diameter... Majuba 
Dise Electrode—%”" diameter_...........................Malaga 
Dise Flectrode—34” Gsameter 2... An ses Malice 
Disc Electrode— 1” diameter _..........2...2.::000000 Malign 





Price 


$10.00 
10.00 


ANAD 


Twn 


hhh 
Onc © 


Physici jans interested in Surgical Diathermy should read our free 


pamphlet, “Surgical Diathermy. 


elsk for Form 896A, 
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ACCESSORIES AND SUPPLIES 








Home Model Alpine Sun Lamp 


This new Home Model Alpine Sun Lamp 
has all the high mechanica) excellence, all the 
precise controllability and simplicity of design, 
characteristic of Hanovia equipment, | Exactly 
the same scietitific care is exercised in its 
mantifacture, and it is subjected to the same 
rigid tests. It is of lower intensity than that 
of the professional models—it is smaller in 
size, and may be set upon a table or desk. 
It is very light in weight, and is truly portable. 


No. Code Price 
1434 Home Model Alpine 
Lamp—110-60 A, C..-Altome $129.00 


1435 Home Model Alpine 
Lamp—110 D, C.Dirome = 129.00 





The ‘Luxor’? Model Alpine Sun 
Lamp 

The definite results accomplished 
through the use of quartz light therapy 
by the medical profession in treating 
disease, has made it patent that a quartz 
lamp be made for the patient's tse in 
carrying out the treatments as_ pre- 
scribed hy the patient’s physician in his 
own home. 

The Patient's Model Luxor Lamp is 
a very simple, compact, self-contained 
tunit embracing many conyenient de- 
vices and insuring flexibility in all 
usages, that may be prescribed for it, 
by the patient’s physician, 

No, Code Price 
1397 . ~ one tVigwag $300.00 
Prices on Hanovia Equipment are 
FF. O. B. Newark, N. J. 





The Kromayer Ultra-violet Lamp 


No. Code Price 
LAI G c Sakepeeeeeerts teenie ent tete 8405.00 

This type presents a convenient and intense 
source of ultra-violet rays, with features and 
ability to function, far surpassing any other 
apparalus of similar purport, 


Send for descriptive pamphlet, 
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Combination Unit — Alpine 
Sun and Kromayer Lamps 


No. Code Price 
ee Midst $795.00 


y far the greatest effect of the sun's 
bate is due to the ultra-violet, but a 
more intense producer of ultra-violet 
rays is the quartz lamp. Here the rays 
are always available, always constant, 
and can be administered in quantity to 
give the desired results. 

Both the Alpine Sun and Kromayer 
Lamps “are producers of ultra-violet 
rays, that give the maximum intensity 
for therapeutic procedure, 


Send for descriptive pamphlet 





Prices on Hanovia Equipment are 
F. O, B. Newark, N. J. 

















No. Code Price 
1400 Mounted on 
Mobile Base Meiny $440.00 
Following our policy, this new 
model Alpine Sun Lamp is the out 
come of observations and careful 
studies made of the use of the 
quartz, lamps in the hands of the 
physicians, This apparatus is so 
constructed that it increases the 
efficiency of such work, making it 
more convenient to manipulate A 
ang mony durable. 
Send for descriptive pamphlet, 
Prices jon. Hanovia Paunspment are 


B. Newark, N _- + SE 
Kromayer Lamp — Portable 


(Self-Contained Unit) 





No. Code Price 
1395 secs ccocrererseresesercorrersccenees MY OEL -$615,00 

Cooling ystem is contained within the 
st andard, mak ing outside water connections tn- 
necessary. In the alternating current lamp 


the transformer is also contained in the stand 
ard. Self-suspending burner permits of free 
manipulation, 


Send for descriptive pamphlet 
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New Surgical Diathermy Electrodes 









No. 920 





Suegested by Drs. T, Howard 
Plank, D. Frank Knotts and 
Gregg Dillinger for electrocoagu- 
lation operations—especially ton- 
sillectomies. They are small, light 
in weight and exceptionally 
handy for this work. The opera~ 
tor’s hands are out of the line of 
vision, entirely, when making the 
application. 

No. 740 A very flexible rubber-covered 
cable is securely fastened directly into the polished hard rubber handle, and is 
sufficiently insulated that it may be wound around the hand and arm, or al- 
lowed to lay against the face of the patient with absolutely no danger of 
shocking, 

There is no exposed metal anywhere, with the exception of the active tip. 
Tips of different lengths are furnished, as illustrated. 











No, Code Price 
862 The Plank Electrode and 3 tips —-——..--voe---o-----eessem-onrennsensecses Sally $5.00 
920 The Knotts Electrode and 3 tips sean eae | pete 10.00 
740 ‘The Dillinger Electrode, as illustrated, with 3 tips, constructed 

with special chuck in Reet to ) prevent 1 needles from turn- 

Ce Spe > ver ER Ses Me DD DIRT SE SER POULT MSGR Lt SPI SS (7) FS LRN) 


THE NORWOOD COAGULATION NEEDLE 


Nine inches 

long, made 
to fit the 
Plank Han- & 
Me No. 862 











No. Code Price 
863 ae Leas Se ER $i bLaSiagu dSepseptepgerte Tees s aE aciett nse BEET ETE” DEL GD 
THE BECK TURBINATE COAGULATION NEEDLE 
as For submucous turbinate redue- 

‘ | tion by coagulation. 
= | No. Code Price 
AND) cc distics contami SIES 
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Electro-Surgical Tissue-Cutting Handle and Instruments 





| This set of loops, knife blades, 
needle points, reamers and coag- 
ulating balls with the special in- 
sulated handle, has heen espe- 
cially designed for electro-surgi- 





| cal tissue-cutting purposes, The 
handle is separable for steriliza- 
tion, and has a chucking device 
which prevents the cutting instru 
ment from turning during opera- 
tion. The set of cut 
ting instruments is 











sufficiently complete 


) for any operative 
purpose, The com- 
| plete set is mounted, 


as illustrated, in a 
folding case. Instru 
/ | | ments may be pur- 
chased —_ individually 
as indicated below. 





No. Code Price 


789 Electro-Surgical Tissue-Cutting Handle, with insulated cord : oa Zavje $6.00 


Instruments Are Listed in Order as Illustrated 








No Code Price 
pe IR iy OT ge gat 4 ga OE NDE Rn BOA Ee Wratth $0.85 
744 4%” Loop Cutting Electrode. ‘ Wisard 85 
706 14” Loop Cutting Electrode : J ...Wisend 85 
2421 $4” Loop Cutting Electrode .... potas Zatul «85 
2427 Cervical Reamer (side cutting, long) Zicib 2.00 
2485) «Cervical Reamer (loop) ae Zifay 2.00 
2436 Cervical Reamer (side cutting, short) sccetecesetiuntadenrtnbentstettheieetheaiebiatielocotsG EE | iO 
2420 Ye” Loop Cutting Electrode (heavy wire) 4 Zatok 85 
2425 Square End Cutting Loop—,” blade... ;. Rhesees ; hiltig § =—.2..50 
799 Needle Point Cutting Electrode—1*4”....... seriaislpecep pcan ATE ee 
2424 Needle Point Electrode—s4” ‘ 2 Zirty 70 
2423 «Straight Knife Electrode—1” blade... she - Zausk 1,20 
707 Saber-shape Knife Electrode—tl (y” blade... Mas ww Volver 1,30 
2422 Saher-shape Knife Electrode—j” blade anh aude 1.20 
708 Curved Knife Electrode—54” blade... d : Wolfra 1.00 
2420 Coagulating Tall—&” diameter ‘ Zatij 0 
2480 Conagulating Ball—t¢” diameter. ed) Zaucs 60 
2491 Coagulating Tip—iy” diameter... spbeeatte 4 ervesetirtissisibslonatiobesaetttesessecreasiee TORE «1h 
No. Code Price 
2410 Complete set of 18 Loops, Knife Blades, Needle Points, Reamers and 

Coagulating Balls, as above, in folding case. Zarvol $20.00 
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APPARATUS 








New Fischer Roentgenographic and Fluoroscopic 


Combination 





All roentgenographic and fluoroscopic work can be performed 
with the finest detail. Note these special features: High tension 
transformer with 90,000 volts potential; automatic circuit breaker; 
variable control from 2-inch spark gap up to full capacity of radiator 
type Coolidge tube; bakelite panel; both horizontal and vertical shut 
ters; accurate milliampere meter and volt meter; tee; foot switch; 
both magnetic and auto transformer types of controls; compactness 
affording the greatest economy of floor space; 12x16 finest quality 
fluoroscopic screen; heavy lead glass protection; fine focus Coolidge 
tube, covered with heavy lead glass shield; stereoscopic tube shift and 
tilt; the entire assembly mounted on free-rolling ball-bearing casters. 
No. Code Price 
2400... einhpeceabbakbbbnohd tibet bocisesces cose eee aaei ont siaes Fluara $995.00 


Ask for descriptive pamphlet Form 1207 
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The Fischer Low Voltage Generator 


A newand tremendously improved ap- 
paratus for the production of continuous or 
surging alternating or direct current. Cur- 
rents available are: straight galvanism, surg- 
ing galvanism, a direct current dwell wave, 
straight alternating at a very high fre- 
quency of oscillation, surging alternating, and 
an alternating dwell wave. 


No. Code Price 
2372 Complete with connecting 


cable and stand as illus- 
trated aioe 4 $495.00 
aed 


elsk for descriptive pamphlet Form No, 1251 





The Fischer Junior Portable Diathermy Apparatus 


No. 2140. Fischer Junior Model “Y" Portable 
Diathermy Apparatus, with connecting cord 
and plug, ready to attach to the 110-yolt, 60 
cycle alternating current, with no accessories. 
Code“ rally ae ce Price $125.00 


Ask for pamphlet Form No, 985A 





The Specialist’s Eye, Ear, Nose and 
Throat Combination Cabinet 


This new equipment is built in a lower cabi- 
net than formerly, as most specialists sit down 
at this work and desire all the electrical outlets, 
atomizers, spray controls, ete., as near at hand 
as possible. These features have all been 
admirably taken care of on this apparatus. 
No. Code _— Price 
1208) Zks sie LinsassanesostcessepeseseVOHINS) “DOCU? 


Ask for descriptive pamphlet Form No, 1007A. 
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ACCESSORIES AND SUPPLIES 








THE MILLSTONE ADJUSTABLE COAGULATION 
ELECTRODE 
Has special adjustable feature that the exposed insula- 
tion covering the needle point may be more or less ex- 
posed as occasion demands. Needle may be entirely cov: 


cred by the insulation or exposed up to 34 of an inch. 
Especially recommended for tonsil coagulation. 


Daas No Code Price 
Fa cameo acmenned Mistoe $7.50 







PILLAR RETRACTORS, DOUBLE END 


Made of polished hard rubber or 

[oo extra strong pyrex glass, for use in 
connection with electrocoagulation of 

No, 924 tonsils. 
No. Code Price 
924 Dillinger Double End Pillar Retractor (hard rubber) 200000. deedil $2.50 
922 Double End Pillar Retractor (pyrex glass) Zacvum = 1.50 
DOANE TURBINATE ELECTRODES 
—S>S—_—_—_—__——— 

No. SS Code Price 
1785 Spade Shape, made to fit Plank Electrode No. 862 eeepeeeereewenverre Varped $1.25 


1786 ~Fork Shape, made to fit Plank Electrode No. 862.0... Warren 1.26 
1787 Set of 2 Doane Electrodes as above... ua.Warsaw 2.60 


(Dr, Deoane’s “Turbinate Technic "will, be sent on request) 


THE THOMETZ TONSIL ELECTRODE 









No. Code Price 
910 Thometz Electrodes (set of 3). Fyerasicnesseteiet sae eee EE $4.00 
911 Retractor and Handle... . 1.40 







912 4-Prong Electrode —.. 
913 2-Prong Fork Electrode... 


; 1.40 
wwe Thotwo 1,40 


(The No, 862 Plank Handle must be. used to hold Nos. 912 and 913) 


WADDINGTON BIFURCATED INTRA-NASAL HIGH 
FREQUENCY ELECTRODE 





For the unipolar application of High Frequency Current to the nose. The hifureated 
end piece is flexible so the device may conform to any type of nostril, 


Code Pric ce 
.-Wabtel $3.76 


EPIDIDYMIS | ELECT RODE 


A specially designed clamp arrangement for ad 
ministering diathermy current, 


No, Code Price 
1277 Epididymis Electrode 2.0.0.2... Corepi $12.00 


Use of Diathermy in Epididymitis is described im 
our pamphiet, Ask for Form S30A. 
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Autocondensation Handles 


Handle 
No. Diam. Length Code Price 
Sar? 9” .Carota $1.50 
81 1” 10” Vitals 2.25 


58 1%” 14” ..Authan 3.00 





No. 58 


Autocondensation Couch Cushion 


Cushion is made of sea 
moss covered with black 
DuPont Fabrikoid mate- 
rial with an electrode of 
zinc. 





The Fischer cushion 
is fully two and one-half inches thick. Size over all, 22 inches wide and 62 
inches long. 
No. Code Price 
420" Atte. Cowwets Gan OR Siestieeosssdne cutest cee COR’ '$33,00 


Autocondensation Couch Pad 


A well made pad of black Du- 
Pont Fabrikoid material meas- 
uring 22 inches wide by 62 
inches long. The insulating ma- 
terial between the patient and 
the center electrode plate is oiled silk and wool felt. The entire pad is about 
\% inch thick and is designed for machines of medium voltage d’Arsonyval out 
put, as for example the Fischer Type “G2” Diathermy Outfit. 
No, Code Price 
#1 cou s Cadogg $30.00 





Special G. U. Auto Pad 


An autocondensation pad of 
precisely the same dimensions as 
catalog No, 418 hut split as 
illustrated. This style of pad 
was originally designed and used 

by Dr. B. C. Corbus in his G. U. Diathermy work. 
No, Code Price 
AIG) “Gorbus: Auto) Pads ches siete crepatincontme COMPAR 300,00 





APPARATUS 








A Moderately Priced, Portable, High 
Frequency Diathermy Outfit, 
Model “A” 


This equipment has been designed especially 
for use by physicians, hospitals and sanitariums 
where a convenient, efficient, portable machine of 
low price is required, 

The Fischer Model “A” Diathermy Unit, in 
mahogany case with glass top, as illustrated, on 
mobile Hospital Cart No, 1258, with connecting 
cord and plug, but no accessories, for operation 
on 110 volt, 60 cycle alternating current. 

No. Code Price 
2042 Sac teldasnsth icbiiestoinsasninicnsieectee een OO LO 





The Fischer Model “AP” Portable Diathermy Unit, 
in black carrying case, with connecting cord and plug, 
but no accessories, wound for operation on 110 volt, 
60 cycle alternating current. 

No, Code Price 
SOURS Fe teste ; FP oree $225.00 





The Fischer Galvanic Current Generator 


No. Code = Price 
1200 Complete with 
accessories....Galvan $125.00 

The extreme importance of the 
galvanic current in the practice of 
modern medicine is recognized by 
the majority of physicians of to- 
day, in gynecology, urology, etc., 
for depilatory work, ionization, 
rectal lesions, electrolysis, stric- 
tures, etc., etc. 

Ask for descriptive pamphilet 

Form No. 890B. 


The Fischer Electro-Surgical Tissue-Cutting 
Apparatus With Coagulation Current 


Outfit is mounted in a black Jeatherette-covered carrying 
case Weight only 49 pounds 
The very latest technic advocated hy those surgeons who 
have made a study of clectrical tissue cutting may he em 
ployed with this apparatus with an assurance of success 
No. Code Price 
2134 Fischer Elcctro-Surgical Tissue-Cutting Ap 
paratus with coagulation taps, with con 
necting cord but no instruments er ucees 
sories Zeven S2T70.00 


Ask for descriptive pamphiet Form 1254 
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The Chapman Vaginal Electrode 


Designed along scientific lines, with size and shape of polished meta! 
end to properly engage the lips of the cervix. The shank, or handle, 
is made of hard rubber. This electrode is to be used with Diathermy 
Current. Supplied both with and without the special thermometer 
which permits the accurate maintenance of an exact temperature 
within the vagina. This instrument is of extreme value in the treat- 
ment by diathermy of painful or inflammatory conditions of the 
female pelvis. 





No, 1885. Chapman Vaginal Electrode—Side View 





No, 1885. Chapman Vaginal Electrode—Top View 


Sa 





No. 1886, Chapman Vaginal Electrode with Special Thermometer 







No, 1909. Chapman Vaginal Electrode with 
Thermometer, Cord, and Insulated Joint. 


No. Code Price 
1886 Regulation size, with thermometer, Shank 1%” dia- 

meter, cervical bowl 134” wide and %” thick. Handle 

Es Hae ete Ct ossncenesecessetcceeeetoemtecerrerrereeerteaianiantnneecetos ATVI $13.00 
1885 Regulation size, without thermometer arrangement... .. Chapel 6.75 
1884 Small size, with thermometer, Shank 43” diameter, 

cervical bowl lie” wide, %«” thick. Hard rubber handle Chasma 13,00 


1883 Small size, without thermometer arrangemenl...........—- _Chalit 6.75 
1909 Regulation size, as No. 1886, with thermometer and with 

cord and insulated JOR —eecteetenacecccocnsevensenesrsnrcereessecrcers OFININ 16.00 
1907 Small size, as No. 1884, with thermometer and with 

cord and insulated joimt.....—-.-creserroceeoseesssemerserereeersenensees Verity 16.00 


Technic for the Chapman Vaginal Electrode is fully described tm our 
pamplilet, “Diathermy uo Gynecology.” sk for Form 643B. 


Coenen nO 
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APPARATUS 








The Fischer Combination 
Electrophysiotherapeutic Treatment 
Outfit — Style “FO” Senior 
A handsome, impressive piece of office equip-@ 
ment, compact, simple in operation yet the most 
powerful machine of its type available, and capable | 
of the finest kind of results. 
No, Code Price 
1229 Apparatus as illustrated, with necessary 
connecting cords, Kolischer Spark 


Gap, Meter and Leyden Jars.._Nionly $685.00 


Ask for pamphlet Form No. 430D. 








— The Fischer Type “LO” Senior 
AF High Frequency Diathermy Apparatus 
Ve = Designed especially for those physicians who are 
* ar concerned with the specific application of medical 
and surgical diathermy (electro-coagulation ), D’Ar- 
sonval auto-condensation and monopolar high fre- 
quency currents, but who have no desire for motor 
and pump features. 
No. Code Price 
1234 Apparatus as described, with neces- 

sary connecting cord, Kolischer 

Spark Gap, Meter and Leyden Jars.Nisent $575.00 

Ask for pamphlet Form No. 430D. 





The Fischer Senior Model “V” 
Diathermy Apparatus 

Embodies in one convenient cabinet every 
modality, at any voltage or milliamperage 
required in high frequency therapy. The 
“SENIOR” of the entire Fischer line of dia- 
thermy equipment. 
No. Code Price 
aR se eae OEMS | ROOD 

The Fischer Model “V" Senior Apparatus, 
with tissue-cutting current. 
No. Code Price 
7} 3 (pee ee en metheseornicciscsassinenens@CUs $685.00 

Ask for descriptive pamphlet Form 1002C. 


eee SS 
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The Fischer Model “‘G-3” 
Diathermy Cabinet 


“An Instrument of Precision, 
Beautifully Mounted” 
Effictent and Economical 
No. Code Price 
2125 Fischer Model “G-3" Diathermy 
Unit, with connecting cord and 
plug, but no accessories.........djax $385.00 


Ask for pantphlet Form 10124 





The Fischer Portable Diathermy and 
Electrocoagulation Apparatus 
Type “GP2” 


This unit is built into a black leatherette covered 
carrying case, with closed lid, making it in every sense 
a “portable” apparatus. While this is a very effective 
olfice machine, it is more adapted to bedside work. 
No. Code Price 
1393 With connecting cord, but no ac- 

cessories Viitat $285.00 
Ask for descriptive pamphlet Form No, 809C 





The Fischer Portable Diathermy 


and Electrocoagulation 

ae ” 

Apparatus, Type “G2 
No physician’s office, no hospital or sanitarium 
is complete without some good physical therapy 
equipment — particularly a diathermy apparatus 
of the portable or semi-portable type. Such a 
machine is a decided requisite if modern methods 
of medicine and surgery are to be employed. 


Apparatus and Cart sold separately, 


No. Code Price 
1390 With connecting cord, but 

no accessories .. Vitrte $305.00 
1255 Walnut Cart —............. Terbo 40.00 


Isk for descriptive folder Form No. 869C 








ACCESSORIES AND SUPPLIES 





Autocondensation Chair Pad 


Frame made of five-ply ve- 
neered oak. On one side is 
mounted a layer of conducting 
metal covered with a dielectric 
of one-eighth inch black sheet 
fiber. 

No. Code Price 
410 Chair Pad Cado $10.00 
413 Flexible Chair 

Pad of approxi- 

mately the same 

size and shade as 

No, 410, but made 

of same material 

and in the same 

manner as No. 418 
No, 410 on opposite page..Viatic $10.00 





Wooden Treatment Table 

A solid, well made 
treatment table of all 
wood construction, 
finished in mahogany, 
H as compartment 
under the top for 
storing the autocon- 
densation pad when 
not in use, 
No. Code rice 
422 Fettat $60.00 





Rowell Urethral Electrode Set 


For treatment of gonorrhea in the 
male. For full information as to Dr. 
Rowell’s technic, ask for descriptive 
pamphlet. 


Rowell Urethral Electrode; straight 
perforated electrode of metal; nickel 
plated, for internal urethral treatments; 
Bakelite Frame with Clamps and Ther- 
mometer (Luer Syringe not included.) 


Code Price 
NO, 137 2oncrecorenasconaseeeeaV Orlex $25.00 





Thermometer for 


Rowell Electrode 
No Code Price 
1373 ...........bVaddie $2.50 

For Rowell Electrode 


No. 1372 
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2324 


2325 


2326 


2327 
2328 


1710 


2329 


Code 


“Physiotherapy Theory and Clinical Application” by Harry : 
Eaton Stewart, M.D. 2nd edition. 395 ce i Vilast.. Vestca 
“Practical ops pebong eta and Diathermy” by G, Betton 
Massey, M.D, it iy An? AAR. Bt sel Dace Nf 

“Practical fade | to lactis and Photo ‘Therapy—lncluding 
an Index of Diseases with Descriptive Techniques” by 
Joseph E, G, ay eaeRtO, M.D, 3rd edition, 411 pages. 


iGst a= aoe St ..Vowad 
“Practical Ultra- Hay Light “Therapy” ys T. ‘Glyde Me 
Kenzie and A. A. King. 108 pages, Hlust..cccccccceneeeee Voxyd 


“Radiography of the Chest” by Walker Overend, M.D. 
(Vol. Il. Non-Tuberculous Affections). 196 pages. 
Basta See retical On eT ey 

“Roentgen irilertvetation” by iGéores W. Holmes M.D, ae , 
Howard E. Ruggles, M.D. 3rd edition. 326 pages. Mlust.Vinox 

“Roentgenology—Its Early History—Some Basic Physical 
Principles and the Protective Measures” by G. W. C. 





Kaye. 157 pages. Hlust..... ABE alee taiseps ARO 
“Roentgenotherapy” by Albert Franklin: tiles. * i f See Indus 
“Sunlight Treatment—A Concise Guide for the Use of 

Ultra-violet Irradiation in Actinotherapy.” 72 pages...——Jagee 
“Surgical Radiology” by A. P. Bertwistle and D. P. D. 

Wilkie. 142 pages, [bust -ssssecoczseeneecranereeeecenneeeeereeceenereree VV OWY 
“Surgery of Neoplastic Diseases by Hlectrothermic Meth- 

ods” by George A. Wyeth, M.D. Cer Oe Ahoy 


“Teeth and Jaws Roeutgenologically. “Considered” by Here 

man A. Osgood, M.D. 99 pages text. 72 plates. 54 illustJahvxa 
“The Basis of Light in Therapy” by Herman —aaape si 

M.D, 2nd edition. 212 pages, Ilust... cevevweneeene Vasted 
"The Principles of Electrotherapy and Their Practical Bs 

plication” by W. J. Turrell, M.A, 2nd edition. 413 pages. 

RTs ts Ces ree tren cals p Misty sspascese prea aaaecoss lene eee Jaxen 
“The Quartz Mercury Vapour Lamp” by J. Bell Ferguson, 

DE DES | dei ed NIG En a iohabeenoys easonbenrcustoaneenisterveamerveeeibe iaskt Janix 
“The Ultra-Violet Rays—Their Action on Internal and 

Nervous Diseases and Use in Preventing Loss of Color 

and Falling of the Hair" by Arnold Lorand, M.D, 258 

PAROS [iss cctees Sb tetth saetleteeetenies DEDGR 
“The Vertebrae Roentsenlogivalls. “Considered” by Arial 

Wellington George, M.D. and Ralph Davis Leonard, M.D. : 

fg SRN 5 | EE eae a EG ae Jexix 


“Ultra-Violet Radiation and Actinotherapy” by Eleanor H. 
Russell, M.D. and W. Kerr Russell, M.D, 3rd_ edition. 





648 pages.  IIlust.. a ee peyi tte gait veep tuacat eee EER 
“Ultra-Violet Radiation: in | Dental Pathology” the Frederick 
W. Lake, D.M.D. 112 pages. Tllust... ae Sf 7 


“Ultra-Violet Rays in the Treatment at Glee of + Disease” be 
by Percy Hall, M.R.C.S, 3rd edition. 236 pages, Ilust./ ith 
“U.S. Army X-ray Manual.” Prepared under the direction 
of the Division of Roentgenology and authorized by the 


Surgeon-General of the Army... a ....ufect 
“X-ray Diagnosis” by J. Magnus Redding, ¥ RGS “278 
pages. 80 skiagraphic plates. eee nee Jdighx 


68 


Price 
$7.50 


6.50 


7.50 


2.50 


7.00 


2.00 
3.50 
7.50 
10,00 


5.00 


7,00 


ACCESSORIES AND SUPPLIES 








Kolischer 
Parametric Electrode 






This electrode was devised for the treatment of in- 
filtrations of the Douglas folds and other forms of 
parametritis. The active end of the electrode is 
placed behind the cervix. The metallic surface of 
the electrode being in direct contact with the 
posterior vault of the vagina forces the electric 
current through the parts to be heated, thus pro- 
ducing softening and eventual absorption of the 
exudate, 

No, Code Price 
1892 Kolischer Parametric Electrode.Winkle $6.50 


Dr. Bierman’s Electro-Surgical 
Hemorrhoid Clamp 


————S 
Permits casy, safe, complete removal with 
ree. minimum reaction, Coagulates the base of the 


hemorrhoid, which is then removed above 
cosaniated base. 
Code Price 


1202 Bierman Hemorrhoid Clamp..Winnew $35.00 


Glass Rectal and Vaginal 
Specula 


For use in connection with elec- 
trical applications (Diathermy, High 
Frequency, Galvanism, etc.) in the 
rectum and vagina. 

These specula are made in three 
standard sizes: 
No, Code Price 
wall 857 on mm, diameter... pare $0.65 

- a “i 58 30 mm, diameter..Saber RS 
No, 857 No, 858 No, 859 359 40 mm, diameter...Sacre 1,05 


Special sizes and shapes can be built to order. 


Wire Bath Speculum 





No. Code Price 
1276 As tilustrated 5....5.0532.2- Cobath $1.50 
No, 1276 


Diathermy Thermometer 
ea 





No. Code Price 
1279 Thermometer for Internal Diathermy Electrodes (Fahrenheit 
eS een ie ee en EET ene Cee Thermo $3.00 
1288) As..Noy 1279,. Centigradé stales2 3 ak cee ee Vertex 3.00 
21 
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The Corbus Endocervicitis Electrode 


No, 1350 No. 1352 ~ 
1275 


Electrode aa Long Insulator 





Electrode with long insulator and 
Concave Disc 





Electrode with Short Insulator 


For the treatment of Gonorrheal Endocervicitis with Diathermy, Thermometer registers 
degree of heating obtained, Fahrenheit, Instrument consists of four pieces. = 
No. Sode ~=—-— Price 
1nv> Complete with einige and both insulators as illustrated, ™%4” dia.. 

without coneave dise— obbblsbereeti desk iesosicies wnunCorend $12.00 

1204 Complete Corbus E luctrode as under-No, 1275 but of jy” diameter.._....Zeeld 12.00 
1350 Nickel plated Tarbell Concave Dise for end of Corbus i sam f 
gaging lips of the cervix—l inch diameter, slips over rod 1.00 

1451 Cone ave Dise, 144 inch diameter. re DA Fae SEED ie 1,05 
1352 Concave Disc, 14 inch diameter... Volery 110 


Curved Riloeeeyietie ‘Pleticods 


Made exactly in the same manner os the straight electrodes of Dr, Corhus but with 
curved metal end, 
No. Code Price 
1274 Electrode as illustrated, with both long and short insulators, including 
thermometer... Zecgy $12.00 
For technic, see our free pamphlet, “Treatment of Gonorrkeal Endocervicitis by Heat.’ 
Ask for Form 887B. 








Prostatic Electrodes 





No, 1278 


— re 


No. 1286 





No, 1236 Code Price 
Prostatic Electrode, with thermometer Pretth $12.00 
Prostatic Electrode, plain _.——~ 6.50 
Prostatic Electrode, with thermomet 2.00 


The Mansur Prostatic Biciends. 


No, Code Price 
1287 Oval - shaped, all 
metal... Wherry $2.00 
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ACCESSORIES AND SUPPLIES 











No, Code Price 
1755 “Actinotherapy and Allied Physical Therapy” by T. Howard 

Plank, M;D, -459. pages. Tllusts 1:2 .ts.- ass nctneieceaiss Wagers $7.50 
2300 * arsenal apy for General Practitioners” by H, G, Falkner, 

| BSS SA eS TNS Ry 1 Y= Ce Sata LTS Sania ee aE at Vagge 3.00 


A 1) Actinotherapy with Special Reference to Ultra-violet Ra- 

diation” by D, D. Rosewarne, M.K.C.S. 237 pages. Mlust..Vahve 4.00 
2302 “A Hand-Book of Physio- Therapy” hy Alvah M, Stafford, 

BMT) 220; PaGeS= ibe ects Sa nore aes Vaxeh 6,00 
2303 “An X-ray Atlas of the Normal and Abnormal Structures 

of the Body” by Archibald M’Kendrick, — Ph, and 

Charles K. Whittaker, F.R.C.S. 2nd easton. ages Vaxix 10.00 
2304 “A Practice of Physiotherapy” by C. M, Sampson, sti BG 

pages. Ilust. 2. as < ie beh 10,00 
2305 “Artificial Sunlight and Its” Therapeutic “Uses” by Francis 

Howard Humphris, M.D. 4th edition. 306 pages. Ilust..Veheb 3.25 
2306 “A Treatise on Light” by R, A. Houstoun, M.A. 5th edition. 

NEO Ee LO SS aE NS, SE ee ee Ea Se, Veyer 4.20 
1757 “Clinical Application of Sunlight and Artificial Radiation” 

BY: ERG ar Rave ne ee on Tn  dieeserenaee Wagone 10.00 
1750 “Diathermy in the Treatment of Genitourinary Diseases 

with Especial Reference to Cancer" by Budd ’C. Corbus, 

M.D., and Vincent J. O’Conor, M.D. 2nd edition. 200 

pages. 33 Must, 00... oe _Corcon 5.00 
1737 “Diathermy—Its Production and U in Medicine and Sur- 

gery” by Elkin P. Cumberbatch, M.A. 2nd edition. 332 

pages, Illust, .—..... Incumb 7.00 
2307 “Diathermy with Special ‘Reference to Pneumonia’ "by “Harry 

Eaton Stewart, M.D. 2nd edition. 228 pages. Illus 
2334 “Electric Tonization: A Practical Introduction to Its Use 

in Medicine and Surgery” by A. R. Friel, meet: M.D, 











$ 





Vexab 3.00 





132 pages, Illust... pada seesceichtesssnahers tices Vudey 2.50 
2299 “Elements of Physical. Therapy” by William W. “Worster, 

A.B. A.M., M.D. 2nd edition, 232 pages. Ilust.00Viewe 5.00 
1976 “Electrothermie Methods in the Treatment of Neoplastic 

Diseases” by J. Douglas Morgan, M.Dyo.... etc Washer 2.50 
2309 “Facts About Artificial Sunlight” by Edwin L. Ash, M, D, 

62 pages — Bes STR See ee Vixax 1.00 


1973 “Galvanic Currents and Low Voltage “Wave Currents in 
Physical Therapy” by G, Betton Massey, M.D,, and Fred- 


erick H. Morse, M.D. 190 pages. IIlust... . Airy 6.00 
2310 Be ge es of Medical Electricity and Radiology” by James 
Riddell, F.R-F.P.S. 239 pages, lust. eee eee Vibte 2.75 


2330 “Heh Frequency Practice” by Burton Baker Grover, M.D. 
Sth edition. 632 pages. “anes Pas ere Vigro 6.00 








2311 “Lehrbuch der Diathermie” by Dr. Franz Nagelschmidt. 373 

pages (German), i = ee Ss ee Vigry 6.75 
2312 “Light and Health” by \ . Luekiesh and A. 4,3 Pacini. 302 

TUATOS. RUBE casi cnatasa pm tatvntondrennes Bethan hoy GyA bles touetptapenens .Voggy 5.00 
2313 “Medical Electricity” (for students) by A. R. r “Browne 








2nd edition. 245 pages, IHust. 2. .Voyob 3.65 
2314 “Modern X-ray Technic” by Ed. C, Jerman. 260 pages. 
1 115 3 Mp Feo atest nh cede RM Doy to Svc RAMMED te te ETRE Vice O Han Voxoy 5.50 





2315 “Physical Therapeutic Technic” by Frank Butler Granger, 

M.D. 417 pages.  IIlust... f Vuxux 6.50 
1975 “Physical Therapy in Dise Eve, Ear, “Nose and 

Throat” by A. R. Hollender, M_D., and M. H. Cottle, M.D. 











2316 “Physio-Therapy in General Practice and for the Use of 
Masseuses” by E. Bellis Clayton, M.B. 2nd edition, 231 
pages. Illust. 








Vuyoo 3.50 
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The Fischer-DeVilbiss 


Sinus Suction Bottle 


No. 1790 Consisting of bottle, 
nose piece, 2 silver catheters, rub- 
ber tube and connectors. Code, 
Cn bra PICO sc cvnecccecssn cs eee $6.50 


No. Code _ Price 
1791 Bottle and 

Nose Piece..Unarm $2.15 
1792. Small Silver 


Catheter ........ Unbar 1.30 
1793 Large Silver 
Catheter ....... Unele 1.60 


1794 Hose and 
Connectors ..Undue 1.50 








Rubber Vacuum Cups 


6 @.. 


No, 1555 No. 1573 
No. Code Price 
1555 Flexible Rubber Vacuum Cup............00 cc. Kale $0.45 
1556 Flexible Rubber Cup (large)... Kandy 1.00 
1573 Metal Attachment for connecting the rubber cups 

to the vacuum handle... Kelpie 60 


Motor and Pump Grease 
No. Code Price 
USS Ze Sia NO CAM ip copreosicetissecsteccisvcbs asa eee Re ECT CED 





ACCESSORIES AND SUPPLIES 








Copper Intra-Uterine Electrodes 


Three sizes. The smallest size end is all copper, and the medium and large 
sizes have hard rubber tips. 


No. Code _ Price 
1834 Small Copper End on Rubber Shank... wre WVentul $3.56 
1835 Medium size Copper End with Hard Rubber Tip... .Nonter 3.50 
1836 Large size Copper End with Hard Rubber Tip......... Neural 3,50 
1838 Set Of 3 Electrodes: a8 aboveicssc.cccsnccesesccssessnnessssnsantecreecsseecceeeedVetier 10,00 


Urethral 


Oe 











No. . Code Price 
1860 Hard Rubber Holder with Copper Tip %” diameter Nigrit $3.00 
1861 Hard Rubber Holder with Copper Tip Yk” diameter... ..Varix 3.00 
1862 Hard Rubber Holder with Copper Tip %4” diameter... Niobee 3.00 


1863 Hard Rubber Holder with set of 3 tips as above... Nipper 4.50 
1864 Hard Rabbéer Holder; only ose Vion 225 
1865 Copper Tip only, Ye diameter. -Noddle 1.00 
1866 Copper Tip only, vs” diameter... ..Noetic 1.00 
1867 Copper Tip only, 14” diameter. eeeceeceeeeestereeereenee dV dose 1,00 


e9o90 @ 


No. Code Price 
1870 Hard Rubber Holder with Copper Olive Tip, 17F dia. Nissus $2.00 
1871 Hard Rubber Holder with Copper Olive Tip, 20F dia 
1872 Hard Rubber Holder with Copper:Olive Tip, 23F dia... _N 
1873 Hard Rubber Holder with Copper Olive Tip, 25F dia. .Nivese 2.00 
1874 Hard Rubber Holder with set of 4 Olives as ahove.— Nobody 3.30 
1875 Hard Rubber Holder, omby 2222. .-.ececesccssecenscsscssesens Nocent 1.50 
1876 Copper Olive only, 17F diameter. 24 5 
1877 Copper Olive only, 20F diameter... J 
1878 Copper Olive only, 23F diameter... Noncom 65 
1879 Copper Olive only, 25F diameter Nonego 65 
1880 Perforated Hard Rubber Olive, for Cataphoresis, with 

..Noodoo 2.25 


Holder -. : 
1881 Perforated Hard Rubber Olive ‘only Jee RTI ire 75 












Fischer Penile Electrode 


Admirably adapted for diathermy treatment of gon- 
orrhea in the male. Container is filled with saline solution. 
Contact is made by means of the metal plate bottom. 

Code Price 
iN fo HEY 005°) Uae er oireectenr aaah | Sl ioe lw Penal $4.75 








H. G, FISCHER & COMPANY, Ine. 








Carbon Ball 
No. Code ‘Price 
1821 GCarbor’ Ballv Electrodes acs eeectgs cnc Marcus $2.00 


Oblong Copper Ball 


Lh 


No. Code Price 
1822 Oblong Copper Ball Electrode..............--20-------Margay $2.50 
Sigmoid 
No. Code Price 
1823 Sigmoid Electrode—aluminum tip....-....-.---Marine $3.00 
Prostatic 
No. Code Price 
1824 Prostatic Electrode—aluminum tip.....-..------! Marmo $2.50 
Vaginal 
No, Code Price 
1825 Vaginal Electrode—aluminum tip...................-...Marlin $3.75 


Galvanic Eye Cup 





No. Code Price 
1830 Eye Cup (for Galvanism) -.........-<-----sss<scqeoseensies Marly $3.90 


ACCESSORIES AND SUPPLIES 








Glass Exhaust Cups 


Made of smoothly finished, plain glass, with rim of heavier glass 
on the edges. The ends are fitted to the rubber bushing in the vacuum 
handle on all Fischer cabinets containing pump features. 





No. 1500A No. 1500B No. 1500C 








No, 1507 No. 1501 








No, 1507R No. 1508R 
No. Code Price 
1SQ0AVactum Cup, 1”  Diameter.._.....2....2...-.1.. Jeloy $0.35 
1500B Vacuum Cup, 144” Diameter 0. Jervin 40 
1500C Vacuum Cup, 2” Diameter ..................sin4.. Jesuit AO 
1S01 Exhaust Cup with trap... cc Jesty 85 
$505" ‘Glass Breast) Cup. ini ng ~~ 120 
EGS PCRS tots) 55s. OT: » SO oa RCo OS NERS 1 80 
1507R Soft Rubber Panaris Casing.........-...-.....-.......-.----J olly 40 
Poe (Glass \G, Ws Pubes Jan ole > WD 
1508R Soft Rubber G. U. Casing...........-..-..2..---...-.-...J ugal 75 
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Pressure Valve Attachment for 
Fischer Combination Cabinets 


No. Code Price 
1110 Special “Y” Valve with De Vilbiss No. 1528 

Cut-off with 6° hose... bone re 1 ctus $14.65 
1111 Pressure Valve only................... a SL 8.20 
1517 Extra Pressure Hose............ Be ciceedashndas 5 SEVEN OOT AD 








Illustration No. 1 Illustration No, 2 


Vacuum Valve Arrangement 


The Vacuum Handle and 6-foot tube, illustrated under No. 2 is not 
included with the regular No. 1113, as these parts are already fur- 
nished with each of our cabinets. 

The regular Pressure Handle and 6-foot hose as shown in illustra- 
tion No. 1, above, is not included with the regular No. 1110 Valve 
order, as these parts are already furnished with each of our cabinets. 


No, Code Price 
1113 Vacuum Gauge and Regulating Valve with 

USER HOSE o..artheteesdoanscs deselected jute ldes $13.00 
1114 Vacuum Gauge only cence tse ccccsenesnenened G10 SR ae 
{SiG eevactiom Mose... i et kok sadaseds Cyanic Foot, 25 /& 


Exhaust Filter 


For mounting between the cup holder and the vacuum 
handle proper. Stuffed with absorbent cotton, it prevents 
the passage of the extracted fluid to the pump. 

Code Price 


O. 
TSO sscHa 18S ROCCE aks cates coox scat cosncbonredasstesinceoeed es Seana Jefilt $1.75 





ACCESSORIES AND SUPPLIES 








Interrupter Handle With Moist Pad 


No. Code Price 
1831 Interrupter Handle with Moist Pad............-.........Mashe $5.50 


Cataphoric 





Electrode with Rubber protection and Carbon base. 
No. Code Price 
1832. Cataphoric: Blectrode :s.- asst acettnecssssovecccocal Mason $6.25 


Flexible Sigmoid 





Electrode, constructed of pure block tin tubing, with hose end for 


flushing attachment. 
No, Code Price 
1833 Flexible Sigmoid Tlectrode............---..cccceeececee eel Massa $3.00 


New Two Pole Electrodes 


For treating localized conditions in the rectum and vagina. 





No. Code Price 
SV ARMREST ES: (02 OF OS yee | cE OED ees ae a LY! Masree $8.00 





No. Code Price 
1853) /‘Waginal Blectrode 22. 3. 6 Cen sean Masvag $8.00 
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Fischer Moist Pad Electrodes 


Formed of an 
asbestos com- | 
pound which is 
thoroughly wa- 
ter soaked be- 
fore applying. 
Covered with 
heavy white 
linen fabric. 
The metal elec- 
trode plate is 
sewed snugly to 
the pad, and 
contact with the 
connecting cord 
is made with 
the Fischer 
Flat Spring 





Connection, 
No. Code. Price 
1934 Flat Pad Electrode for No. .2372—Sx87 a. oe ccsececceeomscceenee ... Vapiti $2.00 


1935 Flat Pad Electrode for No. 2372—3x9"... we Warble = 1.70 
1936 Flat Pad Electrode for No, 2372—4x5”. teasdabanes a Warden 1.70 
1937 Flat Pad Electrode for No, 2372—3x3" oiccccccenssscceceecestecsesncenen Warily 1.60 


Fischer Diathermy Belt Electrode 


Composed of a series of aluminum rectangular cups, linked together, and a 
flexible rubber belt, One or more electrodes (cup) may be employed for ap- 
plying diathermy to any small area, or as many links as may be required to 
pass around the entire abdomen; especially useful in connection with internal 
electrodes as the indifferent plate. Twenty-two cups to set. 









Code Price 
..Dibelt $18.00 
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ACCESSORIES AND SUPPLIES 








Suction Bottle 


No. Code Price 


1577. Suction Bottle, com- 
plete as illus- 
trated sa -Hepar $3.40 


1532 Extra Bottle only. Hatch 1.15 
1533 Rubber Hose, ft..Hauld 15 
1534 Silver Catheter —.Haven 1,00 
1535 Glass Syphon ..... Hawse AO 








Output is under perfect control as the energy is obtained from the 
Cautery circuit, and any degree of heat may be maintained indefinitely. 





No. Code Price 

1570 Fischer Air Heater, with extra unit... Acoin $7.50 

1571 Fischer Air Heater Unit... Keck 1.00 

1572 Air Spreader Attachment... 2....2.-s.....---Keel 50 
Special Cut-off 


Unless otherwise advised, the 
Cut-off will be furnished with a 
short length of rubber tubing spe- 
cial metal attachment to fit over the 
end of our Pressure Handle, as in- 
dicated on illustration. Also fur- 
nished without special “Y” Valve 
Attachment for side of cabinet, as 
indicated on page 63 under No. 
1110. 


No. Code Price 
BAe SDRLIAL Ct OMe cn een ccccktie dh ea Peslass Be t Kirtle $5.00 
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De Vilbiss Atomers 





No. 1523 No. 1521 





No. 1522 No. 1527 
No. Code Price 
1520 Empty bottle only, with stopper-........-.--...-------. Kali $0.40 


1521 Atomer. Sprays any liquid, oil or aqueous, in any direc- 
PATIO T I og css cashes sacSeerpannesteceorechactne cheeses OME ea 
1522 Nebulizer, Produces a vapor; for oils only. The vapor 
can be weakened by turning the little table to a hori- 
zontal position, or strengthened by turning it to a 


perpendicular position ...... ARPES Sa S64 TRE S Kamala 2.15 
1523 Powder Blower. Diffuses powder perfectly in any direc- 

CHORD | cated sect dG caategrseklees saecegtorccbas sb rep recyreantieetseestes Kalot 2.15 
1527 Atomer. For spraying oils and aqueous solutions, It can 

be easily cleaned by unscrewing the heel-piece and 

WADI tHe, Cel S22 ceeestetencanans seserenewnssveragerresactesns Kilter 2.15 


(All above are chrome plated.) 


Eustachian Tube Opener 

No. Code Price . 
1575 Metal Eustachian Tube 

MOOT et rs eons Fporstorvaaeete) Kennel $0.50 
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Internal Electrodes 


These electrodes are essentially the same as those illustrated and 
described on pages 23 and 24, except that the connectors are of the 
“Morse” type to accommodate cords furnished with the Morse Wave 
Generator. 


No. Code Price 
1940 Flexible rectal electrode, for localized muscle exercise to 

high rectal area as in constipation at region of descend- 

ing colon, to splenetic flexure, (No. 1) 22. --eeeceeneeeeeee Unhat $6.50 


1941 Diagnostic electrode, for electro diagnosis (muscle testing) 
to determine degree of local disability, (No, 2)... Union 5.50 


1942 Bi-polar rectal electrode, for local invigoration of relaxed 
Tectal: région; (No? S) se a Unles 8.00 


1943 Vaginal electrode, for general invigoration of pelvic organs 
(relaxed: conditions:) CNo. 4) sce sleet Unlok 3.75 


1944 Prostatic electrode, to massage rhythmically, by muscle 
contraction (sine wave current), (No. 5). ecccceeseeeeeees Untie 2.50 


1945 Bi-polar vaginal electrode, for local invigoration of vagina 
(rélaxed: conditions)... CIO) Sc cc cectesstrceacctomomosh Upend 8.00 


1946 Sigmoid electrode, for constipation due to prolapsed de- 
scending colon and sigmoid impaction, (No. 7) 11-00 Uphil — 3.00 


1947 Oblong copper ball, for local astringent effect on mucous 
surface as in leucorrhea, bleeding hemorrhoids, ete. 


CN acess cit sao osbaseomsesonnactsapos cto steat ivsnssocesereacenesmestepipreseperesyes Upset 2.50 


1948 Intra-uterine electrode, copper, with hard rubber tip, for 
treatment of endometritis and control of uterine hemor- 
rhoid (positive pole), stenosis of cervix (negative pole). 
TE TO ei ods air a rv RE IEE Re ON. SUE, AE SIRS Urase 4.25 


1949 Oblong carbon ball electrode, for relief of inflammation 
and relaxed conditions of the uterus and vagina (positive 


BOLE) S CIOS ROY aa sc iss acjpccaccn eases noataLasecomeandoeesnns Uredo 2.00 
1950 Cataphoric electrode, to introduce medicates, using galvanic L 
CURE INO Eh) Sete Ge ae areca ity nn ear ates Uriah 6.75 


Fischer Adjustable Electrode Support 


For supporting electrodes during 
rectal and vaginal treatments. Base 
is polished hard wood, weighted, with 
corrugated rubber bottom. Clamp is 
made of polished hard rubber. 


Code Price 
INGOs OLS 97 osecacbeeersces ees ate Fissup $13.50 











ACCESSORIES AND SUPPLIES 








Sinus Suction Tube 


So constructed that it is impossible for the aspirated matter to enter 
the second bulb or tubing. Furnished with 4 ft. rubber tubing and a 
metal attachment to fit the Vacuum Handle supplied with our Cabinet 
Apparatus. 


No. Code Price 
AOS Sd ce RR PS "22 ES SPR Pare. cee sot Jesitu $2.00 


Pressure Handle 


Hard Rubber Handle, fitted with control valve, for 
use with Vibrator No. 1510 if you have no T. & P. 
Cabinet. 


No. 1516 , ' 
No. Code Price 
1516 Pressure Handle with 6’ Tubing............--..-.-....-. Cyprus $5.50 


Pressure Tubing 
Extra Pressure and Vacuum Tubing, cotton cov- 
ered any lengths. 


No. Code Price 
a pa La Aces Beet BSS Cyanic Foot, $0.15 





No. 1517 


De Vilbiss-Fischer Adapter 





Arranged to fit the tapered end of the pressure handle furnished 
with Fischer Cabinets, and to accommodate the regular De Vilbiss 
bottles. 


No. Code Price 
Foo mretal Gonnector: 4.1...5.) ier es ee Karyon $0.40 
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Pneumatic Rubber Vibratodes 





No, 1550 No, 1550R No. 1551R 





No, 1551 No. 1552 No. 1552R 
No. Code Price 
1550 Small Size Vibratode, Rubber Holder ............Kation $0.30 


1550R Small Size Vibratode, Rubber Cap..... 
1551 Medium Size Vibratode, Metal Holder 


Kabul “oo 





1551R Medium Size Vibratode, Rubber Cap —...022.... Kaffir 30 
1552 Large Size Vibratode, Metal Holder —...00000000.... Kago 1.10 
1552R Large Size Vibratode, Rubber Cap.......,-2.... Karek 30 


Special Ear Vibratode (Owen) 





An ingenious device for the application of vibration and variable 
sound tones simultaneously. Must be tried to be appreciated. 
No. Code Price 
eis EOE Be ee et ERAT DA rest ert SRY a 





ACCESSORIES AND SUPPLIES 








Carbon Hemorrhoid Electrodes 





For astringent effect, positive pole. 

This set of electrodes is furnished in three sizes, where the smaller electrode 
may be more easily inserted during carly treatment, using subsequently the two 
large ones, 


No Code Price 
1951 Carbon electrode—small—Morse Connector 220.2000... Urtel $2.75 
1952. Carbon electrode—medium—Morse Connector 000... Urpod 3.00 
1953 Carbon clectrode—large—Morse Connector . wanes, Ursan = 3,25 
1955 Carhon clectrode—small—Binding Post Conne ctor. St telne COGN "275 
1956 Carbon clectrode—medium—Binding Post Connector ........Zesre 3.00 
1957. Carbon electrode—large—Binding Post Connector ......... Zavah 3.25 


Small Muscle Testing Pads 
Pads Nos. 1846, 1847 and 1848 are made with metal backing with 
asbestos as the absorbent material, 
and covered with linen. 
<i. Nos. 1895, 1896 and 1897 are 
= g 


made of metal with a chamois cov- 











No. 1846 ering over the ball end. No, 1898 
No. Code Price 
1846 With pad fo” os $1.25 
1847 With pad 3¢”x134” 1.25 
1848 With pad 14" x 134” 1,25 
dD MR ae ae OE Lary poe a la Se DEY igi 4 3.50 
1895 Localizing Electrode (Small) ...-..---.----ssseeeceseennene Valet 75 
1896 Localizing Electrode (Medium).................-2--.2.. Valid 80 
1897 Localizing Electrode (Large) Valor 1.00 
1898 Set of 3 Ball Electrodes... ea SepckinssScenensP OPE 2.40 


(See handle No. 315 on page 30.) 


Fischer-Morse Cord-Electrode Adapter 

Necessary when employing the cords furnished 
with the Morse Wave Generator in connection with 
any of the Fischer Internal Electrodes. 


No. Code Price 
IOS) occ acacia ess Morada $0.45 
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Galvanic Needle Holder 


Made of hard rubber with nickel-plated metal clamp, 


No. Code Price 

1900 Galvanic Needle Holder... Myope $2.50 

1901 Galvanic Needles (12 in glass tube)Myrrh 1.25 

Price 

No, Code Doz. 
1902 Hayes Bulbous Pointed Steel 

NGO ES ae ae see PH EOSEL (S250 





No, 1904 





ce No, Code Price 
—_—-- tt 1904 Rubber covered Galvanic 
2 


Cords, 2 colors —red 
and gray —.... ceeseeseneeee HH EVEON ‘$L50 





Nos. 1900 and 1901 


Ogden Galvanic | ‘i : 1 
Needle Holder 


A slender pencil-like holder 
with long flexible cord and 6 
needles of varying length tips 
Chucking device holds needles 
firmly during operation, 








Code Price 
No. 742. 2..-.-.---Ogden $7.50 


Rubber-Covered Connecting Wires 

No. 

1930 P air Rubber - covered 
Connecting Wires with 
flat terminals, for Fischer 
Low Voltage Generator 
No. 2372 
Code Wander, Price $3.90 

1931 P air Rubber-covered 
Connecting Wires with 
tips for Fischer Low 





No. 1930 orage Generstir, fe No. 1931 
Code, Il’anton, Price $3.40 
No. Code Price 
1933 Bifureated Cord with flat terminals for No, 2372.00000....1Varned $3.50 


Spongio Discs and Handles 


i = oT 


visas 


Universal Handle, hard rubber, with Felt covered dise. 








No. Code Price 
314 -Felt Covered Dise....0... PANETT. BON DI Te ee Carsid $0.50 
315 Hard Rubber Handle ae NL. SP RS 
316 Felt Pad Dise and Handle... PRET ELLE : ...Carmin 1,30 


—_———_—_———— 


ACCESSORIES AND SUPPLIES 





Cavity Vibratodes 


No. 1560 No. 1560A 
No, 1561 No. I561A 


No. 1562 No. 1562A 
No. Code _ Price 
1560 Vaginal Vibratode, Hard Rubber.....0............ Kane $0.60 
1560A Vaginal Vibratode, Soft Rubber Cap..0...........Kaolin 35 
1561 Rectal Vibratode, Hard Rubber..........000..........Karma 60 
1I561A Rectal Vibratode, Soft Rubber Cap................. Karoo Be 
1562 Flexible Rubber Colon Catheter-...00000000.000.2...0.... Kauri 1.00 





1562A Dilating Bag for No, 1562 Catheter 00... Keany 50 


Pennington Rectal Cone 





The Pennington Rectal Cone adapted for use with the No. 1551 
Vibratode as furnished with Fischer cabinets having the motor and 
pump features. 


No. Code Price 
1590 Including Metal Holder... c...c ec ecescscceeose Penco $5.00 
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Pneumatic Air Hammer Vibrator 


Finished in black enamel and nickel-plate. Arranged to screw on end 
of pressure handle, or if desired will be furnished complete with a 
hard rubber handle and pressure hose to attach to any source of com- 
pressed air, Degree of vibration controlled by air valve in handle. 


No, No. 1512 









No, 1511 No. 1513 No. 1514 
No, Code ‘Price 
C590 (ASE CEE REHIOT OV IDI ROK noon cocaciccseosoenickyeemteeesrese Canker $14.00 
1511 Ball Applicator for No. 1510_....... Psd acer SS Canon 95 
1512 Spine Applicator for No, 1510..............- Canula 1.75 
1513 Curved Applicator for No. 1510... Captul 1.30 
1514 Large Body Applicator for No, 1510............-..... Caput 1.10 


Dr. Pope’s Dilators 


th 








No. Code Price 
1340 No. 1 size Dilator......... f SS ctksebosvisvoeees Popone $1.75 
1341 No, 2 size Dilator...... 4 Ye doo Se eee Poptwo 1.75 


1342 No: 3 size Dilator:....,._...../..... JaksabilicatbsSaLea Op MLD 
1343 No. 4 size Dilator.................... .. ee 
1344 No. 5 size Dilator............. Sstcvebayteilidebear eet Popfv 1 
1345 Set of five Dilators........20. cesccssessvessesnnesneeneDPopset 8. 


ACCESSORIES AND SUPPLIES 








Treatment Cords 


Made of very flexible Copper stranded wire, coy- 
ered with a mercerized sheathing, green colored. 
Haye metal tips on both ends, 


No. Code Price 
312 Cords wie See Carol $0.75 


—— Metal Treatment Handles 
| Nickel-plated handles, for Sinusoidal, Galvanic and 


oe Faradic treatment. 
mes | N° Code Brice 
311 Handles, pair Caries $1.00 








Waddington Intra-Cervical Ionizing Electrode 


_ a an “2 1 


The smooth blunt end, and the gradual taper to a pronounced shoulder makes 
it admirably adapted for cervical work. ‘Tip is of zine, mounted in a polished 
hard rubber holder. 

Code Price 
8 SS ee eee noneititcnne WY NCCT” S205 


The Hawkeye Timer 


Registers the length of any treatment exactly. A 
wonderful aid to accurate timing, particularly val- 
uable when the physician is treating more than one 
patient at a time. The Hawkeye rings an alarm at 
the exact moment treatment should end, Should 
be in every treatment room. 

No. Code Price 
469 Hawkeye Timer — WW ~..Vestry $7.50 


L-F i catment Timer 


For Timing X-Ray, Diathermy, 
Quartz Lamp, Radiant Heat Lamp 
Treatments.—One minute to one 
hour. Automatically rings a gong 
and cuts off current at expiration of 
time. Setting can be tested, but 
switch will not remain on unless 
timer is set. Has Set-Back feature. 
Pointer can be overset, then turned back to exact time desired, 
Automatically Integrating—The Timer Switch can be turned 
on or off as often as desired during treatment. It will then 
automatically sum up the different periods of actual treal- 
ment, Operates on any X-ray machine equipped with mag- 
netic switch. On Mercury Vapor or Radiant Heat Lamps, 
eliminates accidentally leaving lamp burning over night, Safe 
—Patient can al any time instantly turn off current by means 
of emergency pull cord held in hand. 

No. Code Price 
370 L-F Treatment Timer...cncecnenconnccennes Witles $35.00 


No, 1781 
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The Hollender-Cottle Headband and Electrodes 





This perfected headband is a wonderful help to the physician in giving Dia- 
thermy for partial deafness, for nasal accessory sinus disease, and for nerve 
affections about the face. It is of use also for administering diathermy to 
the eye. 

The outfit consists of the headband, with connections for electrodes, cords 
and electrode holders as illustrated, 

Headband and electrodes are readily adjusted to give proper pressure in any 
combination of applications. In treating the ear, the indifferent electrode is 
placed on the face anterior to the opposite ear, while in treating the sinuses 
the indifferent electrode is placed on the nape of the neck. 











No. Code Price 
1360 WHollender-Cottle Headband with Block Tin electrodes, complete Veader $38.00 
1361 Headband with Binding Posts Omby....-.--cosssrseseosenerseeesnneneemennesnneneeeee CCLOP 26.00 
1362 Long Electrode Support (2) - , Vedett 5.20 
1364 Oval Electrode (2),......... Recer ..Veined 2.90 
1365 Curved Electrode (2)... Ss 5 , Veiate 2.65 
1366 Triangle Electrode (2).. wwveevee Vellum 2.46 


YR OE PRET a ROLE PE IONE eae TY OEM | BAS 
Also ask for our pamphicts, form No, 912 and form Na, 913 


Self-Retaining Ear Speculum "" UP citi'Uisedien 


This simple ap- 7 
paratus obviates 

the necessity of 
holding the specu- 
lum in the car 
canal. Further- 
more, the indiffer- 
ent electrode is on 
the inner side of 
the leather band, 
part of the same : 
apparatus, doing Co 

away with large 

pad electrodes usually employed in this werk and placed about the forearm or 
other surfaces of the body. The binding posts on the outer part of the head- 
band serve for the connection of cords from the galvanic apparatus, 

The leather band is easily placed around the head with the speculum directed 
into the ear canal to be treated. A free rotary motion of the speculum holder 
facilitates the direction of the glass speculum so that no difficulty is encoun- 
tered in setting it in proper position. 

References—For the technic of metallic ionization in chronic otorrhea, see the following: 

Friel, A. R., “The Treatment of Chronic Otorrhea in School Children,” Hospital and 
Health Review, January, 1922. 

Warwick, H. L., “Zine Ionization in the Treatment of Chronic Suppurative Otitis 
Media,” Texas State J. of M., October, 1023. 

Hollender, A. R., and Cottle, M. H., “Physical Therapy in Diseases of the Eye, Ear, 
Nose and Throat,” The Macmillan Co., 1926, (p. 66.) 
No. Code Price 
1355 Self-retaining Ear Speculum Wassal $15.00 












ee 
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ACCESSORIES AND SUPPLIES 








Ultra-Violet Tolerance Gauge 





\ practical device for determining individual tolerance to ultra-violet radia 
tion. The protective skirt, as illustrated, is part of the device. 
No. 1492 Code Price 
UC VS Tolerance Gari ges cccsiccessonssiue- oe, SA Uvgage $2.50 


Condenser (Static Arrester) 
Used in connection with powerful High Fre- 
quency apparatus for protection to line, 
Mounted on a slate slab, in a metal box. 
No. Code Price 
960 Condenser for A. C, lines.Tetort $15.25 
961 Condenser for D. C, lines as 
used across Rotary Con- 
VOTICTS en ecneesseccsssccceserereel CCOPO 10,00 


Pilot Lamp 


An indicating lamp bulb used on most of our Portable and Cabinet Apparatus. 
No. Cade Price 
325 Plain Bulb ...... sdeashens cnistensas Ath is ix. Larrup $040 
326 Ruby Bulb dodge 40 





Casters 


No Code Price 
1260) Caster, 4%x1” face. 254” stem—jy” diameter 

(sleeve type)—plain swivel and plain bearing 

wheel (vuleanized black bard rubber), each Cascar $2.00 
1262 Caster, 2”x1” face 244” stem—j,” diameter 

(sleeve type) —plain swivel and plain bearing 

wheel (vulcanized black hard rubber), exch —.Carfos 0 


1268 Caster, 194”x44” face. 244” stem— yy,” diameter 


(sleeve type)—plain swivel and plain bearing 

wheel (vulcanized black hard rubber), each...Casmal Ah 
1266 Caster, 3”x%”" face. 244” stem—j)” diameter 
(sleeve type)—plain swivel and plain bearing 

wheel (vulcanized black hard rubber), each...Mizary 1.50 
1268 Caster, 8”x34” face, 114” stem—jy" diameter 
(friction type)—ball hearing swivel and ball 

bearing wheel (soft black rubber tire), each.Zavha 1.65 

2450 Caster, 2”xi* face. 143” stem— i” diameter 

(friction type)—hball bearing. swivel and ball 

bearing wheel (vulcanized black hard rubber), 


each . —Ltiol 1.50 





2451 Caster, 15¢”x34” face. 1” stem— i” diameter 
(friction type)—ball bearing swivel and plain 
bearing wheel (vuleanized black hard rub 
ber), each wotechinks _.Zilyn 50 








H. G. FISCHER & COMPANY, Inc. 








No. Code Price 
1440 Quartz Lens Applicator Rod (Small) ..0.........Mirth $20.00 
1441 Quartz Lens Applicator Square... Mirza 27.00 
1442 Quartz Lens Applicator Rod (Medium)............ Misty 23.00 
1443 Hemorrhoid Applicator 0.2... .snccceecseesccseeveereeetter 36.00 
1444 Holder for Quartz Rods... .........Mocha 7.50 
1445 Quartz Rod Straight End 234” long...w............ Modes 12.00 
1446 Quartz Rod Shaped End 634” long........Modoc 24.00 
1447 Blue Ultra-violet Glass 2mm..............--.000.-+. sam Moera 6.00 
1448 Blue Ultra-violet Glass 3mm........2......00.....----Mogul 6.00 
1449 Blue Ultra-violet Glass 4mm,...220-.......Mohur 6.00 
1450 Blue Ultra-violet Glass Simm... ee ccc eeee eee Moire 6.00 
1451 Mica Protection’ WitdOw..2.0..... 3. ecccccetecceecteceeee Molar 1.00 
1452 Weaver Applicator ......-.-.-----c.crcescereeseereertarseeeseeeolli — 13.50 
iaS3e Unbber. Lubiag, Boot... Sn a a ee Moult 30 
1454 Quartz Window ...2.-2..-..-c...010 pices poe Stee Monus 6,50 
1455 Sharpe Wocalizer and’ S’ TUDO s.cc<. 5 gecse-stdetteones end Monad 7.00 
1456 McManus Sinus ahaa aaa meumagie 95: 7.50 
1457 Plank Proctoscope ........ bssccch scien COMES 9.75 
1458 Plank Pharyngeal Applicator... Praesens nee Monot 19.00 
1459 Baldwin Laryngoscope -......0..000 2 eects Moock 32.00 
1460 Blue Window, Complete... Moody 10.50 
1461 Blue Window, Less Holder... -.......... Moose 6.50 
1462 Burrow’s Prostatic Applicator... Mopey 10.50 
1403; SRUDDE SPU Be CTS Pipoc css a crseonscrcssateontoenpested Moral 1.25 
1464 Mehler Nasal eee Morin 18.00 
1465 Protection Goggles ~... ares ee AO 
1466 Ladabeck Quartz Irrigator (Small). TRACE... Motif 22.50 
1467 Ladabeck Quartz Irrigator (Medium)..................Jotio 22.50 
1468 Ladabeck Quartz Irrigator (Large)... dar Mound 29.00 
1469 Ladabeck Ouartz Irrigator (Extra Large)........ Mourn 29.00 
1470 Ladabeck Quartz Irrigator (Set of se senate Movie 103.00 
1474. Mayer Aural Applicator.............. ae .Mufin 15.00 
1475 Wagner Quartz Speculum (Size A). ee Se Muggy 24.00 
1476 Wagner Ouartz Speculum (Size B).2...0....2.20.2.-. Mulct 30.00 
1477. Wagner Quartz Speculum (Size C) 0... Muley 36.00 
1478 Wagner Quartz Speculum (Set of 3)-....0.020..... Mumbl 90.00 
1479 McCaskey’s Prostatic Applicator................ -Mumps 36,00 
1480 Sapte: Pyorrhea Applicator er of shes eel) Mungo 32.50 
1481 ieee. Hay Fever Applicator -............ Mural 24.00 
1482 Sampson Laryngoscope -.-.--....---..---eecseeeeeseeeeees Usage 38.00 
1483 Our itz Urethral Applicator... .Usbek 32.00 


1484 Alpine Krom: ayer Applicator. ‘Adapter, to attach 
Quartz applicators to the Alpine Lamp—Fur- 
nished free. Of Charges aos. b esc nahccs css ea steers Usher 
1486 Ashland Universal Pyorrhea Applicator............Varixx 26.50 
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Breuer Safety Switch 


The terminals of this switch are made to fit the foot switch 
openings on all Fischer Diathermy Outfits, The switch oper 
ates with a pull cord, just like an electric light socket, so 
that cither the physician or the patient may turn the current 
on or off in a moment. This switch gives patients a feeling 
of perfect safety, 











No. Code Price 
86 Breuer Safety Switch, complete with insu- 
YT LES eRe Oe Eee I Varier $10.00 
The Fischer Duplex Hi-Lo 
Volt Control 


The object of this device is to enable the 
operator to administer simultaneously the 
Diathermy and Low Voltage or contractual 
currents, 


A great time saver for the busy office or 
clinic. Any low voltage current, galyanism, 
sinusoidal or surging may be employed with 
eens cutting the treatment time in 
alf, 


Write for full particulars, 


No. Code Price 
BGO) oh 2isai 5 eccastapatassassacessettcoteledaursstieers3 yeas bed ciskadhd sks <chsdalicaseentedersthbertsisteesisedpeeetowsorme EUG 1 BORN OO. 





The Linn Ear Electrode and Control 











No, 1270 and No, 1272 


The Linn Ear Electrode and Current Control! is an innovation for diathermy treatment. 
The small control box enables the use of a very finely regulated current volume, independent 
of diathermy machine setting, The apparatus is complete, with headband, exte rnal Ussh: aped 
plates and cords, as illustrated, 


No. Code Price 
1270 Linn Biaural Electrode, ts ate as illustrated, Pisiaet control box. Lineal $16.00 
12 27: 2 Linn Ear Electrode Control... : ; wvvreeeshingon 18.00 
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The Kolischer Spark Gap 


A vast improvement over any 
other type of Spark Gap ever de- 
vised for any high frequency ma- 
chine. 

This “Kolischer” Gap will fit the 
supports on any Fischer or Thomp 
son-Plaster Styles “F” and “F-O” 
machines, as well as the Types “L,” 
“L-O” and “Military” models without alterations or other attachments. 





This new Multiple Spark Gap is equipped with 16 Tungsten spark 
interrupter points, adequate copper flanging to carry away all heat, and 
individual control for each set of tips as well as master controller for 
simultaneous adjustment. Quiet, perfect control is possible at any 
voltage or milliamperage, more conaian discharge obtained at any 
setting, and the regulation is gradual—as compared to the usual jumps 

the utmost in utility and flexibility. 

No. Code Price 
1222 Kolischer Spark Gap ae ....Kolgap $75.00 


The Armored B-D Manometer 
(Certified ) 


\ strengthened and simplified instru 
ment, the Armored B-D is equipped 
with a device which enables the user 
to make immediate repairs to the Man 
ometer tube. It is not necessary to re 
turn the instrument and suffer conse- 
quent delay if repairs are necessary 
This Manometer is furnished in three 
types, pocket, desk and wall. 





No, Code Price 
780 =Pocket type, registering to 270 mm. Zihhoa $22.00 
781 Desk type, registering to 300 mm. Zihky 30.00 
782 Wall type, registering to 300 mm Sycstsisstse VOT 122.00 





ACCESSORIES AND SUPPLIES 








Hollender-Cottle Bilateral Nasal Speculum 


for Intranasal Ultra-Violet Irradiation 
without the Use of Quartz Rods 

The new “H-C” Bilateral Nasal Speculum 
offers an improyed method for irradiating the 
nasal mucosa with ultra-violet light. It has 
several distinct advantages. The raying is 
direct. It is time saving. It may be used in 
conjunction with quartz rod irradiation, the 
latter serving best for posterior nasal work 
The speculum is easily attached to a Kro- 
Jmayer Lamp. The adjustments make it 
possible to treat any nose. 

No, Code Price 
1488... - 4 vereerereeeeee- lean $15.00 























In local conditions of skin or cavity, the range of application of the 
Kromayer or Alpine Sun lamps depends upon the variety of appli- 
cators available. In the selection one should be governed by the 
extent of work in which the lamp is to be used. 

These applicators are made of the best grade of clear quartz which 
insures the greatest possible transmission of Ultra-violet rays. 

| NOTE For Quartz Ultra-violet pagesry 
and Burner Repairs, see page 
VE 
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Fischer ‘‘Radiolite” 


The reflector on 
the “Radiolite” is 
made of highly 
polished aluminum 
spun to true para- 
bolic shape. The 
outside diameter is 
ten inches. 


No. Code Price 
154+ Fischer “Radiolite,” 10” Reflector Light Globe, 
Connecting Cord and Plug, no sereen.........Hamul $12.00 


Fischer 
“Radiolite Junior” 


Made of same material 
and same style as the 
larger lamp above, but of 
five-inch diameter only. 
No. Code Price 
152 6” Reflector with 

Lamp, Connect 


ing Cord and 
plug ..........ffack $7.00 





Bulbs for Therapeutic Lamps 














No. Code Price 
168 Extra Bulb for 10% Lamp, 375 Watt... ‘ . waa tTegar $3.70 
167 260-watt bulb tact cere od Fries duneiicctcertaes Usoia 2.50 
166 Extra Bulb for 6” Lamp, 128 Wott... oo. ene eee ..Hectic 1.76 
181 1000-watt clear bulb... Udder 6.00 
188 1500-watt clear bulb sattabsmsbteniice Fa OGL Uhase 8,00 
182 1000-watt blue “daylight” bulb. wb bockokcp teeth chp adesiesetbes} tsa tiantsisieds ~ Uyrie 9.50 
184 1600-watt blue “daylight” bulb... =f sevmissvenveresaees Uhlan 10.00 
Price List of Therapeutic Carbons 
Cat. Type of Lots Lots Lots 
No. Carbon of 10 of 60 of 100 
2177, «(“A™) Smm.x 6” $1.26 $6.25 $12.50 
2178 ("°C") Smm,x 6" . Risso slab xo<eblosntetioee . 1.60 &.00 16.00 
2is0) 6(“E") «Smm.x 6% ; 145 7.25 14,50 
2183 ("RB") Smm.x 6” pie Ese) B.S 7.75 15,50 
BIRD CR Bene eee ee 2.75 14.76 27,50 
21ss (“A™) Smm. x 12” 2.00 10.00 20,00 
2180 (“C") Smm, x 12” 13.00 26,00 
2101 (“E") Smm, x 12” 11.00 22.00 
2104 (“R") = Smm. x 12” = 12.75 26.50 
2196 «= ¢(“K") Smm,x 12” an 25.26 60,50 








ACCESSORIES AND SUPPLIES 








Fischer High Frequency Milliampere Meters— 
D’Arsonval Type 


For measuring D’Arsonyal and Diathermy cur- 
rents we have designed special meters of the true 
“D'Arsonval” type, registering to 5000 milliamperes. 





No. Code Price 
449 Calibrated from 0 to 1500 Milliamperes. 00 Eve $30.00 
450 Calibrated from 0 to 2500 Milliamperes.. Exoda 30.00 
451 Calibrated from 0 to 5000 Milliamperes.. Exner 30.00 
452 Calibrated 0 to 1000 (Mounted) cctetesterteeeeenbemoor 25.00 

Catalogue No. 452 is specially designed to set on a table, for use with 
portable machines or small cabinets not previously equipped with meter. 
Mounted in upright holder, making dial always visible, 








No. Code ‘Price 
454 Calibrated 0 to 1000—0 to 4000 (Double Scale). For types 

“G" and “G2” Fischer Portable Diathermy Outfits. Extong $30.00 
456 Calibrated 0 to 1000—0 to 4000 M, A. (Double Seale). For ‘ 


Fischer ‘Type “V"_ Cabinet. —,..--e-ccewerrescseererrerannecnetTAYGGN) ~35.00 
462 Double Scale Meter for Senior “FO” and “LO” Outfits.....Varlet 50.00 





Fuse for Meter Protection 


No. _. ; 2 uh Code Price 
457. Fuse as furnished with the Fischer Type “G2” Portable : 
Didthermry AMS: ss i eh econ Gefuse $0.30 


Insulating Oil for Transformers 


When, for any reason whatever, the insulating oil in which your transformer 
is immersed needs replenishing, never use ordinary lubricating material, The 
proper oil must be mineral in substance, and capable of withstanding a very 
high flash test. 

The safest procedure is to order the desired quantity from us, with the 
assurance that only that oil which is exactly correct will be sent you, 


No, Code Price 
725 ‘Tested Transformer. Oil, in 1 qt. can. ll. Trafil $0.60 
726 Tested ‘Transformer Oj], in 1 gal. can... eae eee 2: Tanotl 2.00 
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Tungsten Spark Interrupter Points 


Steel bases faced with a heavy thickness of pure tungsten form points for 
spark interrupters that are almost everlasting, and will improve the action of 
any High Frequency apparatus not already so equipped. 

Carried in stock in three sizes, as illustrated, both male and female. 





No. Code = Price 
89 % inch diameter, as used on our DeKraft and Kolischer Gaps 
on the tay and “F-O," “L,” “L-O” and Ios oth machines, 





each . : ‘ cove E UNpPOL $0.75 
) *% inch | Z ¢ Types “SR” and 

"G2," and the “E” and Eye, Ear, Nose ahd bs aoe Cabinets, 

pair eg Se sap ce nity ee Tuntyk 3.50 
91 46 inch diameter, as used on our Portable Type s Rt cach....... Tunfpo 50 


Leyden Jars 


Designed for use with our Types “FO,” “LO” and 
Military High Frequency generators. Made of best 
quality glass, carefully coated, 


No. Code Price 
615 Leyden Jar, Sabah as illustrated 

(i at. size)... rene atomoe 6 LT ydat $4.50 
616 Leyden Jar, ee Top and Carbon 

UL Rt SER) eer ee ee Laurel 3,70 





Electrolytic Salt 


Specially prepared for electrolytic purpose; one package of 
¥% pound makes proper and full charge for our No, 615 Leyden 
Jar, illustrated above. 





No. Code Price 
CA EE Se Oe ee oT, Sa Ce Re EC aS Ee hap Oe Moly BT $y “1 84 








ACCESSORIES AND SUPPLIES 





Infra-Red Generators 


Mounted on adjustable 
stand. Reflector, 11 inches in 
diameter, and may be raised 
to over 6 feet and lowered to 
within 2 feet from the floor. 
Weight of reflector is coun- 
terbalanced. Round base 


mounted on casters. 





No. Code Price 
2281 Fischer Infra-red Generator, with 600 watt 


element (burner pe ean 5 ae burn-out ot (We WRED 


FOL ONE YEAR) iiscssseiecadcceeeteaselseennes ences ... Bheprmt— $27.50 
2282 400 Watt Infra- mc rE ‘lement ae Ta hee Elreds 4,00 
2283 600 Watt Infra-red Element only..............- sabeada cuaate Redell 4.00 


Indestructible Infra-Red Generators 





Mogul Size No. Code Price 
2173 Infra-red Generator, with 
polished reflector, to use 
in place of 1,000 or 1,500 
Watt (DID cost Yulet $25.00 
2174 Infra-red Generator, same 
as illustrated and = de- 
scribed under catalog 
No, 2173, but without re- 
flector .......—..Ytino 22.50 
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No. Code Price 


949—5000 Watt capacity—operating on 220 volt direct 
current and delivering 220 volt, 60 cycle alternat- 
ing current, including enclosed type starting box 
PREMIERE ce PS ena. RS Rotden $350.00 


948—5000 Watt capacity—operating on 220 volt direct 
current and delivering 150 volt, 60 cycle alternat- 
ing current, including enclosed type starting box 
PRET e RON 8 Boor Sash uN ONL. os Re Zefzo 350.00 


958—5000 Watt capacity—operating on 220 volts D. C., 
and delivering 110 volts 60 cy. A. C. Including 


enclosed type Starting Box “Secede”............-.. Encabs 350.00 
959—500 Watt capacity—operating on 220 volts D. C., 
and delivering 110 volts 60 cy. A, Cu... Enpogs 85.00 


977—1500 Watt capacity—opeérating on 110 volts D. C., 

and delivering 110 volts 60 cy. A. C., including 

enclosed type Starting Box “Scurvy"...........Mutcho 175.00 
978—1500 Watt capacity—operating on 220 volts D. C., 

and delivering 110 volts 60 cy. A. C., including ; 

enclosed type Starting Box “Seance’.............yomoa 175.00 
2120—2000 Watt capacity—operating on 110 volts D, C., 

and delivering 110 volts 60 cy. A. C., including 

enclosed type starting box “Scurvy” ...............Yella 220.00 
2122—2000 Watt capacity—operating on 220 volts D. C., 

and delivering 110 volts 60 cy. A. C., including = 

enclosed type starting box “Seance’”........-......-- Yesty 210.00 


Starting Boxes for Rotary Converter 


008 F008 198 ao eT PT 





No. Code Price 
915 Starting Box for 110 V. Rotary 1000 to 2000W Scurvy $15.00 
916 Starting Box for 220 V. Rotary 1000 to 2000W...Seance 15.00 
918 Starting Box for 220 V. Rotary 5000W.......... Secede 21,00 
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High Frequency Electrodes 
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High Frequency Electrodes 


All our glass High Frequency electrodes are made by us, of the very 
best glass obtainable; carefully annealed. All sizes and makes of hold- 
ers can be fitted on request, but unless otherwise specified our standard 
54” size is furnished on all orders. 


The “O” before any number signifies 14” stem. 











No. Description Code Price 
1—Surface a Ae, Mite cds Rae Bacca — $0.75 
1A—Surface cs od 11 1 ene OUR Sion = ea Gram 1.50 
2—Rectal - [iio onceas Nsw eaieh ae ewes Bagot 65 
3—Vaginal “Vi REAR eee Ss.) Ballet 85 
4—Nasal i shesscaabee UUM 65 
5—Throat ER TR CNG oe 8S 65 
6—Urethral 1 iyi) S ee ee Sa Bark 65 
7—Eye, Single SANT iscckads secstav--ctiacaeree Barley 75 
8—Eye, Double PHAN anc asccesscscec cess eclcct vere DOL 1.50 
9—Metal Disc Body Condenser Type..................-.......-Basic 4.00 

W—Comb (Scalp) <2.-tb-eectcessencesesteleo poke GS ONG 1.75 

DCRR OF ESS chy cn acters cael bacge goths ess Binder 3.50 

27—Gllass Fulguration 02. .,-.-----esecse-ceseeeeeees fd SPSS Guad 1.75 

30—Corn—Small Cavity 2.2 ee I Biogen 75 

GS—-OCeten TEMTOAE sa jaasscnninasoesvsparteee sts eet dcneettetaaesry tora eck Biotic 90 

Ramee) Ihr A En So eee RE Me RON PA «eae ani a Bite PA) 

050—Universal Handle, 14” Boldo 1.30 

50—Universal Handle, 54” Bolus 1.30 

53—Glass Handle for Indirect Treating................... Bismal 1.75 

56—Adjustable Handle «2.0... --.--cisccse ccs ccecenesses-ee BOMON K6e Do Oo 


This perfected high free Hollender-Cottle Insulated 
quency handle ts made of hard Adjustable High Frequency 
rubber, with cord attached, Handle 
ready for use with any stand- 
ard % inch electrode. No 
bare metal, no shocks, utmost 
convenience and comfort in 
treating patient. 

No. Price 
059 Hollender-Cottle, In- 
sulated adjustable, 
High Frequency Han- 
dle, complete with 
cord. Code, Hocoin $16,00 





ACCESSORIES AND SUPPLIES 








Rotary Converters 





No, 954 


When direct current, only, is available it is necessary to install a 
rotary converter to operate any efficient High Frequency machine, 
or any of the late types of small X-ray Outfits. (The larger X-ray 
machines contain their own rotary converters.) 

Our 110 volt rotaries have a special booster winding which insures 
a full 110 volt A. C. when operated on 110 volts D. C. 

Our 220 volt rotaries are tanped at the proper point to give 110 
volts A. C, when operated on 270 volts D. C. This eliminates the use 
of separate step-up or step-down transformers and the loss of effi- 
ciency attending their use. 

All our Rotary Converters are equipped with a special Condenser, 
for line protection. 





No. Code Price 
954—500 Watt capacity—operating on 110 volts D. C., 
and delivering 110 volts 60 cy. A, C.....------.../nporg $85.00 
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Cautery Knives 


The carefully shaped knives are securely mounted into the copper 
bars. These knives are shaped to conform with most any requirements 
for all purposes. The copper bars are bound together by a special 
twisting process, and enameled to withstand heating and handling in- 
definitely. Knives are made of a special alloy, of high electrical re- 
sistance, (See page 48.) 


Heavy Cautery Knives and Handle 





No. 295 No. 296 


No, 297 No. 298 No. 299 No. 300 
No. Code Price 
295 Heavy. Gautery Handle... cscs een. Pacero $12.25 
296 Heavy Spiral Cautery Knife. Pachan 1.60 
297 Heavy Angular Cautery Knife... Pacify 2.05 
298 Heavy Pointed Cautery Knife. Packor 1.30 
299 Heavy Plain Loop Cautery Knife... Pacton 1.40 
300 Heavy Flat Loop Cautery Knife... Paddle 1.75 
Cautery Handle 


Made of a practically indestructible material, Arranged to hold the 
knives in any one of five positions. Has contact switch for conveni- 
ence in operating. 


No. Code Price 
SOL, ‘Cattery Handle: 22.2. Acetyl F275 
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H. G. FISCHER & COMPANY, Inc. 





Insulated Glass 
High Frequency Electrodes 


No. Description Code Price 
12—Rectal —Insulated .......................-......bagin $1.60 
13—Vaginal eee SACU oe Ee a eS Beat 1.85 
14—Nasal SSC Bed 1.60 
15—Post Nasal — Insulated sce cccctac cece eccseeoeses Beef 2.10 
16—Urethral —Insilated a. sicroceascemcmmee era, 1-60, 
17—Inner Ear —InsulatedSs..2. 3. Belt 1.60 
18—Tongue —Insulated ou... c...c.escssccsnseneeee Benzol 2.00 
21—Ozone Generator, vol ec.-..c-...c.-cno-desesercpontencnntosetners Bidet 7.50 
22—Ozone Generator, complete s....2..:...--:.cececsssececseensnene Bidwy 10.00 
23—Special Heavy Glass Urethral .....c.... cc. sseeeeoee Gul 1.00 
24—Special Heavy Glass Throat.........,.....---.---ecccesececeseseses Gum 79 
36—Insulated Prostatic Electrode... ete inpros 2.50 

049—Insulated aia ao and Cord (For 4” 

i pert Aeon ee VT? Pes Blind 3.30 
49—Insulated Rubber Handle and Cord (For 34” 
h: ubes) os escraraccsesooaserhadsnpseveeseesencoreestne Block 6.00 

61—Throat.. (Heavy: Glass) — <5. nasi ceteceeeceteeeecteeeee Breath 1.00 

061—Dental Pyorrhea, 4%” (Heavy Glass) .—.................Brein 1.00 

0662—Dental Cocain, 44” (Heavy Glass)-.......................Bridge 1.00 

063—Dental Cavity, % rt - (CHeavy (Glass) = ce Bridle 1.00 

064—Dental Outer Gum, 4%” (Heavy Glass) -...020..-.. Brim 1.00 


Insulated Shock Proof Handle for 
High Frequency Electrodes 


Made entirely of one piece of hard rubber, with the heavy insulated 
connecting cord fastened securely to the spring brass clamp inside. 


No. Code _ Price 
049—For 14”, Electrodés.....-3..).— en a Blind $3.30 
49—For..$6” Electrodes cas soos sch ncectocs Block 6.00 





No. 80 
No. Code Price 
80—Extra Long Protected Handle... 2222s Blesp $10.00 
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Cautery Knives 





No. Price 
305A to 305]... Raed Seige hcg le nt, in ce IC SO 
305K to 305N Ficivy. ABest I ene BOE Se Ee BTS : 80 


Codes Acmea, Acmebh, Acmec, etc. 
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Cautery and Diagnostic Transformer 





No. 471 


The Fischer Cautery and Diagnostic Light Transformer is a com- 
pact, neat generator of the closed-core type, consuming very little 
energy, yet having sufficient output to heat most any Cautery knife on 
the market. Has a diagnostic lamp circuit with a range of from % 
to 12 volts. Can be used with perfect safety for lighting your small- 
est Cystoscope bulbs, or for illuminating a 12-volt lamp if necessary. 
Soth circuits are perfectly regulated, and durably wound, Case is 
covered with black leatherette. Contact buttons, regulating levers, 
and binding posts are of brass, heavily nickel-plated, and mounted 
on white marble. 


No. Code ‘Price 
470 Transformer only, in carrying case, with connect- 

ing cord and attachment plug, for 110 volt, 60 

cycle, alternating current........-...10-------+ toes Aba $27.50 


471 Outfit with pair No. 306 Heavy Cautery Cords, 1 
No. 305A Cautery Knife, 1 No. 305C Cautery 
Knife, 1 No. 301 Cautery Handle, 1 No. 321 
Diagnostic Iluminator, complete..........---.-.----..-4 Abaca 33,00 
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Non-vacuum High Frequency Electrodes 






No, 2009 





2010 






No. 


No. 2013 


The Silvered “Non-vacuum” Tubes are made in the same sizes 
and designs as the regular cataloged Vacuum Electrodes described in 
the foregoing. Plain or Insulated will be furnished, as ordered. 





















No. Description Code Price 
2001—Surface —Plain—2-inch face —..... .-fabat $5.00 
2002—Rectal SO <2 1: aE ..ktabid 5.00 
2003—Vaginal —Plain .... Racer 5.00 
2004—Nasal —Plain .... Raket 5.00 
2005—Throat —Plain ... .Radle 5.00 
2006—Urethral a I sd i viicesagwepeeioeheiaeese ee Radio 5.00 
2007—Eye —Single = ..Radex 5.00 
2008—Eye Oa | Ra ee APF ol os Raflo 5.00 
2009—Surface —Condenser Type, 214” face.......Raged 5,00 
2010—Surface —Condenser Type, PACC ceececncreeeee Sully 5,00 
2011—Comb —Scalp ....... ~Ramie 5.00 
2012—Rectal ZTactlaned - Ranch 5.00 
2013—Vaginal —Insulated ... ..Randy 5.00 
2014—Nasal —lInsulated —. ange 5.00 
2015—Post Nasal —Insulated ..... _. Rapid 5,00 
2016—Urethral —Insulated  .... ... Rasal 5,00 
2017—Inner Ear —Insulated ... .. Ratan 5,00 
2018—Tongue —Insulated _... .. Ravel 5.00 


2023—Urethral 
2024—Throat 
2025—Cataphoresis 


et Heavy Glas: kasee 5.00 
al He: .. Razor 5.00 


2030—Corn Sma spressi sh, Se Rebee 5.00 
2OIS—Oiiter PHO eden Fl Sickest te erpeotee tee thapecnpesoninsrcten Rebus 5.00 
2034—Spinal - BEE Ree Fo Kine ..Recal 5.00 
2036—Prostatic ed See Ts Sen ee Rs oa RON Recto 5,00 
2061—Dental Pyorrhea —Heavy Glass Refit 5.00 
2062—Dental Cocain —Heavy Glass ‘Reign 5.00 


2063—Dental Cavity —Heavy Glass .. Reims 5.00 
2064—Dental Outer Gum —Heavy Glass ec nereerseenrnecc Relax — 5,00 


‘These Electrodes, with exception of Nos. 2009, 2010, and 2025 
will have our regular 54” shanks. 

Nos. 2009, 2010 and 2025 have Insulated Handles blown on the 
electrodes themselves. 

Non-Vacuum Tubes may be had to fit the 4” Handles by placing 
“©” before catalog number when ordering, except those which have 
handles attached. 
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Universal Handle for High Frequency Electrodes 


Insulated section made 
of hard pressed fiber, hav- 
ing nickel - plated brass 
spring clamp on end for 
holding Electrodes firmly in position. Large swivel ring connector to 
which is hooked the insulated cord, permits of perfect freedom of 
movement. Made in two sizes. 

No. Code Price 
O50 arse” Flettrodem eo bet Re Ris, Se a 
SD | Wor 56" Wiectnades een die Sect cba ee aes: - SD 


No. 50 


Adjustable High Frequency Handle 





Nickel-plated clamp on end of long fibre insulated handle is arranged to 
swivel freely as desired to any angle. A very convenient arrangement espe- 
cially for orificial work, 

No. Code Price 
OD | ROE Serine LORCCL DUC tn, sce ee ath a scsetaaase cece Boman $2.00 


Nagelschmidt 
Condensation 
Electrodes 


Suggested by Dr, Franz Na- 

velschmidt. Made of very 

avy glass, filled with metal 
in powdered form. 


No, Code Price 
05 Nagelschmidt filled 

glass electrode, with 

ball-shaped end.Withal $9.00 
96 Nagelschmidt filled 

glass electrode, with 

flat surface...__. Wither 9.00 
97 Nagelschmidt filled 

glass electrode, with 

angular end.Withie 9.00 
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ACCESSORIES AND SUPPLIES 








Tongue Depressor 
and Diagnostic Illuminator 


4? 


Consisting of an aluminum handle with folding Enid piece through 
which are slipped ordinary wooden tongue strips, twelve wooden 
blades, green silk connecting cord, lamp socket and opal lamp. 

The special opal lamp is supported in spring clips above the wooden 
tongue blades, and is easily removed. This lamp throws an intense 
white light, properly focused. 

















No. Code Price 
335 Diagnostic Illuminator, with Cords and Socket, and 

Opal Lamp .......... . Ses eon e: coe U sur p $4.75 
336 Special Diagnostic Lamp. B sulb, ‘only. See TOE OS Uther 2,00 
337 Tongue Depressor, only, with twelve blades............ Uvula 2.50 
338 Extra Wooden Tongue Blades, box of 12.2000 Vacat 15 


340 Complete Lamp and Tongue Depressor arrange- 
ment, including Illuminator with Cords, Hold- 
er, and Opal Lamp, Tongue Depressor and 12 
Wooden Tongue Blades... -.6.c.-.ccc.sccccsccecssnennee Vague 7.25 


th 
wa 


New Fischer Cautery Cords 


Flexible copper stranded wire, covered with 
pure gum rubber, replacing the former cords 
which were covered with mercerized webbing. 
May be washed and always kept clean as when 
new. 


No. Code _ Price 
1330 6 ft. 1 |) POE ee ROO a ee DIN SEE OU US I ap OCI Negro $2.75 








Note: When ordering these cords for the Fischer Senior “FO” or “LO” 
Diathermy Ontfits, specify No, 1331, which are supplied with special tips. 
No. Code Price 
306 Mercerized Covered Cautery Cords, 4 feet long....dchor $1.00 
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Cord Tip Adapters 


To enable operators to use cords with 3/32 inch tips with apparatus 
having 5/32 inch binding post or attachment openings, or vice-versa. 





No. 1335 


No. Code Price 

1335 Increases size of 3/32” tip to 5/32”... Corter $0.30 

1336 Decreases size of 5/32” tip to 3/32”..................Adacor 30 
Eye Magnet 


i 


Constructed to operate from any low voltage source, up to 10 volts. 


No, Code Price 
1568) Bye: img ae cao archer scccatacssenesmtety ore toad Acoon $5.50 


Diagnostic Illuminator and Shield 


Consisting of a long metal holder, with a green silk covered con- 
necting cord, and a specially designed opal bulb with a lens blown 
in the end. This focuses an intense light to the area desired. 











No. 322: 
No. 324 
No. Code Price 
321 Illuminator, complete with Tungsten lamp...... Analog $3.25 
$22 Extra Tungsten’ bulbs 1..nc <n c aces teen cnneenneeeeonend Acid 1.00 
324 Polished Nickel-plated Shield for No. 321............. Agile {SD 
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Insulated High Frequency Cord 


This cord is made of a stranded copper conductor, 
covered with several layers of pure gum rubber, cotton 
covered, At one end is mounted our standard cord tip 
(& inch), which will fit any of our machines, and on 
the other end is mounted a swivel clasp. Cord is very 
flexible. 





No. . Code Price 
51 Heavy Cord, 4° long —~... siehietebatlsaesepssiia aspect iaeho anys oO OD 
SIS: Heney Cord, 5) Rong cetera eters ee IS. 2A0 
51-6, Heavy Cord, 6. Tong ins secs samt OCNE “275 


51-7. Heavy Cord, 7’ long Hodge 3.00 


Extra cable, 15¢ foot 


Extra Heavy Insulated Cable 


Made similar to our No. 51 but with very heavy rubber insulation. 





No. Code Price 
83 Extra Heavy Protected High Frequency Cord, 5° long...........-- Malle $3.00 
Heavy High Frequency Cord 
No. Code Price 

85 Heavy High Frequency Cord, with special tip for Type “V" 
Oistht (Sal OOU)): nicer Tre Relea a BB 
Biaural Cords 
No. Code Price 
1765 «As illustrated —............Wageur $2.00 








Fulguration Electrode 


epee 8 


Fulguration is the best known method of applying the High Frequency Cur- 
rent for the remoyal of warts, moles and similar growths, 
No. Code Price 
20 Fulguration Electrode and three tips_....——..-.--.-.._.-...Gadol $2.70 





43 


H. G, FISCHER & COMPANY, Inc. 








Fulguration Wire 
Steel music wire, covered with pure gum rubber, for introduction through the 
cystoscope. When used in connection with one of our High F requency machines 


excellent results may be obtained in the removal of growths in the urinary 
bladder, 


No. Code Price, 
Foot 
40> Folguration: Wire sijec-sacctecseceeeseamcen wijenend Gag $0.10 


Fischer Bladder Fulpmatia E ‘teas 


A special fulguration electrode for use in the bladder through a 
cystoscope. Made of a hard wire center, insulated with a very small 
oiled silk covering. Has solid silver tip, olive shaped, of 2mm, diam- 
eter and about 4mm. long. Other end is arranged to accommodate 
an ordinary cord tip. 


No. Code Price 
15 Complete asciliustrated 2... ek Gagtip $3.50 


Special Tonsil Fulguration Electrode 


No. Hee", Code Price 
29 Special Throat Fulguration Electrode similar to our 
No. 23 with wire tip mounted in end_................. Gerdy $1.50 


Improved Ear Electrode 
Properly shaped, and well insulated. 
No. Code Price 


Ye ka ee _Gabell $1.60 pea 
The Mills Tongue Electrode 





Designed that the maximum amount of High Frequency Diathermy Current 
may be applied to the tongue, Especially valu: able in indirect tre: ating of sinus 
infections. May be used either as unipolar or bipolar contact, 

No. Code Price 
FPOS: ete ete nar canshaseccss ceanectehonetoucantoas oiicescatios tia cnavwvesnd meres dstabonremtegians incon Zauyg $5.00 
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e—_—_—vnm—_—_—nk— — cae 





Glass Vacuum Handle 


, ys) 


For indirect treating with the High Frequency Current. 


No. Code Price 
Non Gags sehen: 7 oa Mee ee ae Bismal $1.75 
Indirect Treatment Handles 
No. Code Price 


54 Similar to No. 53, except that it is arranged to 
fit No. 49 Shock Proof Handle. For Indirect 
Bait Senet A coe tt AL Re Ee | Banter $0.90 
054 Same as No. 54, but made to fit the 049 Handle... Bantam 95 


ty 


An ALL GLASS Ozonizer, made in one piece. Has two compart- 


Ozone Generator 


No, 22 


ments, one for holding the purifying oils, and a vacuum chamber to 
which is connected the wire from any high frequency source. 


No. Code Price 
22 Ozone Generator, complete as illustrated, with oils Bidwy $10.00 
70 Rubber Bulb, only, with 6” hose...-....-.--1--eeeseeeeoe Osbule 50 
71 Hose Connection—foot 20... teseceeseeeeseeeeeee-e Ozhoco 10 
VED Cottle LEE PSF Seek eR FS Tet, ae ee smopi 20 
OG Fok a wid renee Ra neato eat eae oe eae ae ee Oznose 50 
VES OT ERIE, REO a eta ae ets oe oie ce meee Ozfunl 40 
75 1 oz. Bottle Pine Needle Oil-.....,.---cececceeeesreee Malmo 75 
7% J oz. Bottlé Eucalyptus: Oil... eens Malta A0 





